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Section 1-7A16A 



SPECIFICATION 



Introduction 

The 7A16A Amplifier Plug-In Unit i$ a wide-bandwidth 
amplifier designed for use with TEKTRONIX 7000-Series 



Oscilloscopes. The 7A16A can be operated in any plug-in 
compartment of 7000-Series Oscilloscopes. Readout 
ertcoding and trace identify furtctions are provided to 
readout equipped oscilloscopes. 



TABLE 1-1 
ELECTRICAL 



CharKteriftics 
Deflection Fector 
Celibreted Renee 


Performance Raquiramants 
SmV/dhf to SV/dhf, 10 ftw in « 1 - 2-6 

fiqu«nc«. 


Supplemental Information 


Accuracy 


Within 2% of indicated daflaetion factor with 
GAIN adiuttad at 10 mV/dIv. 


Uncalibretad (VARIABLEI 


Continuously variable between calibrated steps; 
extends deflection factor to at least 12A V/dhr. 


Gain Rane* 




Permits adjustment of daflaetion factor for 
caiibratad operation with all 7000-Saries main- 
frames. 


FraquerK^y Retponia 
Bandwidth 


With 7400-Series 
60 MHz 


With 7S00-Sariat 
90 MHz 




With 7700-Sarias 
ISO MHz 


With 7900-Serlei 
225 MHz 


AC Coupled (Lower Bandwidth Limitl 


10 Hz or lets. 


20 MHz Bandwidth 




20 MHz. t3 MHz. 


Step Reapottie 
RIeetime 


With 7400-Sariat 
5.9 ns 


With TSOO-Series 
3.9 ns 




With 7700-Seriet 
2.4 ns 


With 7900-Serlae 
1.6 rts 


20 MHz Bandwidth Rbaiiina 




21 nsrnaximum. 


Maximum Input Voltaee 
OC Coupled 




250 V IOC f peak ACI: A eomponani 600 V 
P-P maximum, 1 kHz or laas. 


AC Covpl«d 1 

1 




500 V IOC « peak ACI; A component 500 V 
P-P maximum, 1 kHz or lose. 
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TABLE 1-1 leont) 



Charactaristies 


Parformanca Raquiramantt 


Supplamanial Information 


Input R and C 






Ratittanea 




1 Mn i2X. 


Capaeiianea 




20 pF t0£ pF. 


Ovardfiva Racovary Tima 




0.1 ms or law to racovar to within ona division 
aftar ramoval of ovardriva signal of up to 
♦76 div or —76 div lagardlass of ovardriva signal 
duration. 


OC Drift 






Drift with Tima (Ambiant Tamp 
artd Lina Vollaga Constant) 




0.02 div or lass in any ona mlnuta aftar ona 
hour warmup. 


Drift with Tamparatura (Lina 
Voltaga Conatantl 


' 


Not mora than 0.02 div/°C. 



TABLE 1-2 



TABLE 1-3 



ENVIRONMENTAL CHARACTERISTICS 



PHYSICAL 



R«f*r to the tpoeifieations for th« asw>ciat*d o«illo«eopa, 



Siia Fits all 7000-Sariat (tiug-in compsrtmanu. 

Walght 0.9 kg or 1 .9 lbs. 
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Section 2— 7A16A 



OPERATING INSTRUCTIONS 



General 

To effectively use the 7A16A, the operation and 
capabilities of the instrument must be known. This section 
describes front-panel control functions, general information 
on signal input connections, and other subjects that pertain 
to various measurement applications. 



Installation 

The 7A16A is calibrated and ready for use as received. It 
can be installed in any compartment of TEKTRONIX 
7000-Series Oscilloscopes, but is intended for use primarily 
in vertical plug in compartments. To install, align the upper 
and lower rails of the 7A16A with the oscilloscope tracks 
and insert the plug-in. The front panel will be flush with the 
front of the oscilloscope when the plug-in is inserted, and 
the latch at the bottom-left corner will be in place against 
the front panel. 

To remove the 7A16A, pull on the latch (which is 
inscribed with the unit identification "7A16A”) and the 
plug-in will unlatch. Continue pulling on the latch to slide 
the 7A16A out of the oscilloscope. 



Functions of Controls and Connectors 
Front Panel 
INPUT Connector 

Provides signal connection to the amplifier. 



AC-GND-DC Switch 

Selects signal input coupling mode. 

AC: The AC component of the signal is coupled to the 
input while the DC component is blocked. 



DC: Both AC and DC components of the signal is 
coupled to the amplifier input. 



GND: Grounds the amplifier input while maintaining the 
same load at the INPUT connector. Provides a path for 
pre-charging the AC coupling capacitor (this feature pro- 
tects both the 7A16A and the source generator from 
possible over-voltage conditions). 



POSITION 

Controls position of the trace. 

IDENTIFY Pushbutton 

Deflects trace about 0.3 division for trace identification. 
In instruments with readout, also replaces readout with the 
word "IDENTIFY". 



VOLTS/OIV Switch 

Selects calibrated deflection factors from 5 mV/div to 
5 V/div; 10 steps in a 1-2-5 sequence. 

VARIABLE (VOLTS/DIV) 

Provides continuously variable uncalibrated settings be- 
tween calibrated steps. Extends the deflection factor to 
1 2.5 volts/division or more. 



GAIN Adjustment 

Screwdriver adjustment permits calibration of deflection 
factor. 



POLARITY Switch 

Provides a means of inverting the display. 

+UP: A positive-going signal at the INPUT connector 
deflects the CRT display upward. 



INVERT: A positive-going signal at the INPUT con- 
nector deflects the CRT display downward. 

BANDWIDTH Switch 

Provides a means of limiting the upper bandwidth. 

FULL: Allows the 7A16A to operate at full rated 
bandwidth. 

20 MHz: Reduces the upper bandwidth of the 7A16A to 
about 20 MHz. 
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Operation— 7 A16A 



BASIC OPERATION 

General. This procedure demonstrates the use of the 
connectors and controls of the 7A16A, while at the same 
time providing a means of checking the basic operation of 
the instrument. 



Preliminary Setup. Install the 7A16A into any 7000- 
series oscilloscope vertical compartment and set the oscillo- 
scope VERTICAL MODE and TRIGGER SOURCE to the 
proper settings. 

Install a 7-series time-base unit into a horizontal 
compartment and set the oscilloscope HORIZONTAL 
MODE to the proper setting. Set the time-base unit to a 
sweep rate of one-millisecond per division and set the 
triggering mode to AUTO. 



Procedure 



1. Set the 7A16A AC-GND-OC switch to GND and 
position the trace to the center of the graticule. 



2. Set the VOLTS/OIV switch to 10 mV and apply a 
40 mV 1 kHz square-wave signal from die oscilloscope 
CALIBRATOR to the 7A16A INPUT connector. Set the 
AC-GND-DC switch to DC and check for a four division 
display. 



3. Set POLARITY switch to INVERT and check that 
the displayed signal is inverted as compared to its appear- 
ance in step 2. 



4. Set the AC-GND-DC switch to AC and check that 
the trace is centered on the CRT graticule. 



GENERAL OPERATING INFORMATION 



Signal Connections 

In general, probes offer the most convenient means of 
connecting a signal to the input of the 7A16A. A 10X 
attenuator probe offers a high impedance and allows the 
circuit under test to perform very close to normal operating 
conditions. 



The TEKTRONIX P6053 probe is equipped with a 
readout coding ring which connects to a circuit in the 
amplifier unit. This automatically corrects the readout 
displayed on the CRT to the actual deflection factor at the 
tip of the probe. This probe is recommended for use with 
the 7A16A and an oscilloscope equipped with readout. The 
TEKTRONIX P6054 probe is electrically identical to the 
P6053 but is intended for use with systems not equipped 
with readout. For more information refer to the Tektronix. 
Inc. catalog. 



Vertical Gain Check and Adjustment 

To check the gain of the 7A16A, set the VOLTS/DIV 
switch to 10 mV and connect a 40 mV. 1 kHz signal from 
the oscilloscope calibrator to the Input connector. The 
vertical deflection should be exactly four divisions. If not. 
adjust the front panel GAIN for exactly four divisions. 



Input Coupling 

The AC-GND-DC switch allows a choice of input 
coupling methods. The type of display desired and the 
applied signal will determine the coupling to use. 



The DC coupling position can be used for most 
applications. For AC signals with frequencies below about 
30 Hz no Hz with a 10X probe), and square waves whose 
low-frequency components are important to the display, it 
is necessary to use DC coupling to obtain a satisfactory 
presentation. 



In the AC coupling position the DC component of the 
signal is blocked by a capacitor in the input circuit. The AC 
coupling position provides the best display of signals with a 
DC component much larger than the AC component. The 
pre-charge feature should be used when there is a possibility 
of having a residual charge on the input capacitor of the 
opposite polarity to the intended input, and when the 
algebraic sum of the combination of charges may be greater 
than the maximum input limitations of the amplifier. To 
use this feature, first set the coupling switch to GND, then 
connect the probe to the circuit and wait about two 
seconds for the coupling capacitor to charge, set the 
coupling switch to AC. 



The GND position provides a ground reference at the 
input of the amplifier without externally grounding the 
Input connectors. However, the signals connected to the 
inputs are not grounded, and the same DC load is presented 
to the signal source. 
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VOLTS/DJV and VARIABLE 

The amount of deflection produced by a signal is 
determined by the signal amplitude, the attenuation factor 
of the probe, the setting of the VOLTS/DIV switch, and 
the setting of the VARIABLE Control. Calibrated 
deflection factors represented by the setting of the VOLTS/ 
DIV switch apply only when the VARIABLE control is in 
the CAL position (pushed-in). 



The VARIABLE control provides variable uncalibrated 
settings between the calibrated steps of the VOLTS/DIV 
switch. With the VAR I ABLE control out set fully counter- 
clockwise The uncalibrated deflection factor is extended to 
at least 2.5 times the attenuator setting. By applying a 
calibrated voltage source to the INPUT connector, any 
specific deflection factor can be set within the range of the 
VARIABLE control. 



Polarity Switch 

The POLARITY switch provides a means of inverting 
the displayed signal. With the POLARITY set to +UP. a 
positive-going signal at the INPUT produces an upward 
deflection of the CRT display. With the POLARITY set to 
INVERT, a positive-going signal will produce a downward 
deflection of the CRT display. 



Trace Identification 

When the IDENTIFY button Is pressed, the trace is 
deflected upward about 0.3 division to identify the 7A16A 
trace. This feature Is particularly useful when multiple 
traces are displayed on the CRT. In mainframes with 
readout, it also replaces the deflection factor readout with 
the word "IDENTIFY". 



APPLICATIONS 

General 

The following information describes the procedures and 
techniques for making measurements with a 7A16A and the 
associated TEKTRONIX oscilloscope and time-base. These 
applications are not described In detail, since each applica- 
tion must be adapted to the requirements of the Individual 
measurements. This instrument can also be used for many 
applications which are not described in this manual. 
Contact your local TEKTRONIX Field Office or represent- 
ative for assistance in making specific measurements with 
this instrument. 



Peak-to-Peak Voltage Measurements (AC) 

To make peak-to-peak voltage measurements, use the 
following procedure: 

1 . Apply the signal to the Input connector. 



2. Set the Coupling switch to AC. 

NOTE 

For low-froquency signals below about 30 hertz, use 
the DC position to prevent attenuation of the signal. 

3. Set the VOLTS/DIV switch to display about five 
vertical divisions of the waveform. 

4. Set the time-base Triggering controls for a stable 
display. Set the Time Base to a sweep rate which displays 
several cycles of the waveform. 

5. Turn the 7A16A POSITION control so the lower 
portion of the waveform coincides with one of the graticule 
tines below the center horizontal line, and the top of the 
waveform is within the viewing area. With the time base 
Position control, move the display so one of the upper 
peaks lies near the center vertical line (see Fig. 2-1 ). 

6. Measure the divisions of vertical deflection peak to 
peak. Oteck that the VARIABLE control is in the CAL 
position. 

NOTE 

This technique can also be used to make measure- 
ments between two points on the waveform, rather 
than peak to peak. 




Fig. 2-t. Maaajring th« p«sk-to-pesk voltage of a wivaform. 
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7. Multiply the distance measured in step 7 by the 
VOLTS/DIV switch setting. Include the attenuation factor 
of the probe if used. 



5. Set the time-base Triggering controls for a stable 
display. Set the Time Base sweep rate for an optimum 
display of die waveform. 



EXAMPLE: Assume that the peak to peak vertical 
deflection is 4.5 divisions using a 10X attenuator probe, 
and the VOLTS/DIV switch Is set to 1 V. 



Volts 



vertical 
deflection X 
(divisions) 



VOLTS/DIV 

setting 



probe 

X attenuator 
factor 



Substituting the given values: 

Volts Peak to Peak "4.5 X t X 10 



The peak-to-peak voltage is 45 volts. 



6. Measure the distance in divisions between the refer- 
ence line and the point on the waveform at which the DC 
level is to be measured. For example, in Fig. 2-2 the 
measurement is between the reference line and point A. 



7. Establish the polarity of the waveform. With the 
+UP/INV switch in the +UP position, any point above the 
reference line is positive. 



8. Multiply the distance measured in step 7 by the 
VOLTS/DIV switch setting. Include die attenuation factor 
of the probe, if used. 



If you are using a 7A16A with a coded probe and an 
oscilloscope equipped with readout, simply multiply the 
distance measured in step 7 by the deflection factor 
displayed on the CRT. 



EXAMPLE: Assume the vertical distance measured is 
4.6 divisions (see Fig. 2-2) and the waveform is above the 
reference line using a 10X probe with a VOLTS/DIV switch 
setting of 0.5 V. 

Using the formula: 



Instantantous Voltage Measurements(DC) 

To measure the DC level at a given point on a waveform, 
proceed as follows: 

1 . Connect the signal to the Input connector. 



Instan- vertical VOLTS/ probe 

taneous ■ distance X polarity X DIV X attenuation 
Voltage (divisions) setting factor 

Substituting the given values: 

Instantaneous Voltage =4.6 X 1 X 0.5 V X 10 



2. Set the VOLTS/DIV switch to display about five 
divisions. 

3. Set the Coupling switch to GND and position the 
trace to the bottom graticule line or other reference line. If 
the voltage is negative with respect to ground, position the 
trace to the top graticule line. Do not move the POSITION 
control after this reference line has been established. 

NOTE 

To measure a voltage level with respect to another 
voltage rather than grourtd, make the following 
changes to Step 4. Set the Coupling switch to DC and 
apply the reference voltage to the Input connector. 
Then position the trace fo the reference line and 
disconnect the reference voltage. 

4. Set the Coupling switch to DC. The ground reference 
line can be checked at any time by switching to the GND 
position. 



The instantaneous voltage is 23 volts. 




Fig. 2-2. MMSuring insuntaneout vottaga with raspael to tama 
rafarance. 
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Comparison Measurements 



This is the vertical conversion factor. 



In some applications it mav be desirable to establish 
units of measurement other than those indicated by the 
VOLTS/DIV switch. This is particularly useful when 
comparing unknown signals to a reference amplitude. One 
use for the comparison-measurement technique is to facili- 
tate calibration of equipment where the desired amplitude 
does not produce an exact number of divisions of deflec- 
tion. The adjustment will be easier and more accurate if 
arbitrary units of measurement are established, so that the 
correct adjustment is indicated by an exact number of 
divisions of deflection. The followirrg procedure describes 
how to establish arbitrary units of measure for comparison 
measurements. 



Vertical 

Conversion 

Factor 



reference signal amplitude (volts) 
vertical deflection VOLTS/DIV 

(divisions) setting 



5. To measure the amplitude of an unknown signal, 
disconnect the reference signal and connect the unknown 
signal to the Input connector. Set ttie VOLTS/DIV switch 
to a setting that provides sufficient vertical deflection to 
make an accurate measurement. Do not re-adjust the 
VARIABLE control. 



To establish a vertical deflection factor based upon a 
specific reference amplitude, proceed as follows: 



6. Measure the vertical deflection in divisions and 
calculate the amplitude of the unknown signal using the 
following formula: 



1 . Connect the reference signal to the Input connector. 
Set the time-base sweep rate to display several cycles of the 
signal. 



2. Set the VOLTS/DIV switch and the VARIABLE 
control to produce a display which is an exact number of 
vertical divisions in amplitude. Do not change the 
VARIABLE control after obtaining the desired deflection. 



3. To establish an arbitrary vertical deflection factor so 
the amplitude of an unknown signal can be measured 
accurately at any setting of the VOLTS/DIV switch, the 
amplitude of the reference signal must be known. If it is 
not known, it can be measured before the VARIABLE 
control is set in step 2. 



4. Divide the amplitude of the reference signal (volts) 
by the product of the vertical deflection (divisions) 
established in step 2 and the setting of the VOLTS/DIV 
switch. 



Signal . VOLTS/DIV 
Amplitude setting 



vertical vertical 

X conversion X deflection 
factor (divisions) 



EXAMPLE: Assume a reference signal amplitude of 30 
volts, a VOLTS/DIV setting of 5V and die VARIABLE 
control adjusted to provide a vertical deflection of four 
divisions. 



Substituting these values in the vertical conversion factor 
formula (step4): 

Vertical Conversion _ 30 V _ _ 

Factor 4 X 5 V 



Then with a VOLTS/DIV setting of 2 V, the peak to peak 
amplitude of an unknown signal which produces a vertical 
deflection of five divisions can be determined by using the 
signal amplitude formula (step 6): 



Signal 

Amplitude 



2V X 1.5 X 5 



15 volts 
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CIRCUIT DESCRIPTION 



Introduction 

This section of the manual contains a description of the 
circuitry used in the 7A16A amplifier. The 7A16A descrip- 
tion begins with a discussion of the instrument using the 
block diagram shown in the Diagrams section. Then, each 
circuit is described in detail using block diagrams to show 
the interconnections between stages in each major circuit 
and the relationship of the front-panel controls to the 
individual stages. 

Complete schematics of each circuit are given in the 
Diagrams section. Refer to these schematics throughout the 
following circuit description for electrical values and 
relationship. 

BLOCK DIAGRAM 

The signal to be displayed on the CRT is applied to the 
INPUT connector. The signal passes through the input 
coupling switch, where the appropriate coupling is selected, 
to the attenuators. The VOLTS/DIV switch selects the 
correct amount of attenuation and the signal is passed to 
the Input Source Follower. 



The Polarity Amplifier provides a convenient means of 
inverting the displayed trace. The output of the Polarity 
Amplifier drives the 2X Gain Amplifier: 



With the VOLTS/DIV switch set to the 5 mV and 
10 mV positions, the signal connected to the INPUT 
connector is passed through the attenuators un-attended. 
To achieve a deflection factor of S mV/Div the gain of the 
2X Gain Amplifier is increased from one to two. Internal 
gain and balance adjustments are included in the amplifier. 



Overall GAIN and VARIABLE gain Is adjusted in the 
Gain Amplifier. Variable Balartce and high frequency 
adjustments are also controlled in the Gain Amplifier. The 
output of the Gain Amplifier is connected to the Posi- 
tioning circuitry where the POSITION and IDENTIFY 
functions are controlled. 



The Signal Splitter Amplifier provides differential signal 
outputs for the signal line and the trigger line. This stage 
contains a bandwidth limiter that limits the upper frequen- 
cy response to 20 MHz. 



The output of the Signal Splitter Amplifier is connected 
to the oscilloscope mainframe via the interface connector. 

Readout encoding circuitry used in the 7A16A is 
standard to the 7000-Series. 



DETAILED CIRCUIT DESCRIPTION 
AC-GND-DC Switch 

Input signals connected to the INPUT connector can be 
AC-coupled, DC-coupled, or internally disconnected. 
S100A is a cam-type switch; a contact-closure chart 
showing the operation is given on the schematic diagrams. 
When the AC-GND-DC switch is in the DC position, the 
INPUT signal is connected directly to the attenuators. In 
the AC position, the INPUT signal passes through capacitor 
CIO. The capacitor prevents the DC component of the 
signal from passing to the amplifier. The GND position 
opens the signal patii and connects the input circuit of the 
amplifier to ground. This provides a ground reference 
without the need to disconnect ti^e applied signal from the 
INPUT connector. Resistor R102, connected across the 
AC-GND-DC switch, allows CIO to be pre-charged in the 
GND position. 



Input Attenuator 

The effective overall deflection factor of the 7A16A is 
determined by the setting of the VOLTS/DIV switch, 
S1008. The basic deflection factor is 5 millivolts per 
division of CRT deflection. To increase the basic deflection 
factor to the values indicated on the front panel, precision 
attenuators are switched into the circuit. S1006 is a 
cam-type switch and the dots on the contact-closure chart 
(see Diagram 1 ) indicate when the associated contacts are in 
the position shown (open or closed). In the SmV/Div and 
10 mV/Div positions, the attenuators are not used: the 
input signal is conrwcted directly to the Source Follower. 
The 10 mV/Div position decreases the gain of the 2X Gain 
Amplifier. For switch positions above ten millivolts per 
division, the attenuators are switched into the circuit singly 
or in pairs to produce the deflection factor indicated on the 
front panel. These hybrid attenuators are frequency- 
compensated voltage dividers. For DC and low-frequency 
signals, the attenuators are primarily resistance dividers and 
at high frequencies the attenuator becomes primarily a 
capacitive divider. 
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In addition to providing constant attenuation at ail 
frequencies within the bandwidth of the instrument, the 
input attenuators are designed to maintain the same input 
RC characteristics (one megohm X 20 pF). Each attenuator 
contains an adjustable series capacitor to provide correct 
attenuation at high frequencies, and an adjustable- shunt 
capacitor to provide correct input capacitance. 

Input Source Follower 

Below SN B080000. Q1 S0AandQ140forma cascode 
amplifier with Q150B providing a constant current. R132 
limits the current drive to the gate of Q150A Dual-diode 
CR130 provides circuit protection by limiting the voltage 
swing at the gate of Q1 SOAtoabout ±14 volts. R1 34. Cl 30. 
and the capacitance of R130 provide low frequency com- 
pensation. Input capacitance for the 5 mV and 10 mV 
positions is set by Cl 34. The output to the Polarity Amplifier 
(U350) is from the source of Q1 50A and high frequencies 
from the collector of Q140. R160 is used to balance the 
input to the Polarity Amplifier 

SN BOBOOOO-Up. Q150A is a source follower with 
Q150B providing a constant current. R132 limits the 
current drive to the gate of Q150A Dual-diode CR130 
provides circuit protection by limiting the voltage swing at 
the gate of Q150A to about ±10 volts. C130. C134. and the 
capacitance of R 130 provide low frequency compensation. 
Input capacitance for theSmVand lOmVpositionsissetby 
C 1 30. The output to the Polarity Amplifier (U350) is from the 
source of Q150A Cl 34 and R134 form a negative 
resistance network for Q150A 

Polarity Amplifier 

U350 is a paraphase type amplifier with a dual differen- 
tial output capability. Polarity of the output is selected by 
gating the control bases of either the inverted output or the 
un inverted output. T301 is a balun transformer and 
provides differential drive to U350 at high frequencies. 
C334 and RT334 thermally compensate for gm changes in 
Q150A. 

2X Gain Amplifier 

The output of the Polarity Amplifier is connected to a 
gain switching amplifier. U450. The gain of U450 is set by 
the control bases, pins 11 and 12. In the 5 mV position, full 
drive is provided to the following stage from pins 6 and 8. 
In the 10 mV position, R413 sets the current through the 
second output pair, pins 5 & 9. This causes the emitter 
currents to divide equally through R440, R442 and RS01, 
R503. RS01. R503 provide the only drive to the following 
stage, thus forming a 2X gain attenuator. R436 provides 
low frequency thermal compensation. R453 (2X Bal) is 
used to balance the emitter currents. CR507 and R507 
maintains a constant input voltage while switchirtg between 
d\e 5 mV and 10 mV positions. 



Gain Amplifier 

Integrated circuit U550 is the same type as U350. Both 
differential outputs of U550 are paralleled to provide drive 
to the next stage. In the CAL IN position R516 sets the 
gain for the entire amplifier by adjusting the current at the 
control bases of U550. In the un-cal position the 
VARIABLE control. R515, decreases the gain of the entire 
amplifier up to 2.5 times. RT539 compensates for temper- 
ature variations. C531 and R531 are high frequency adjust- 
ments. DC balance over the VARIABLE range is adjusted 
by R553. 

Position Circuit 

Positioning current is added to the signal current of 
US50 output from the current sources Q720 and Q730. 
R736 controls the voltage at the bases of the current 
sources which in turn determines the amount of positioning 
current added. When the IDENTIFY switch is closed the 
current through Q730 is reduced causing the CRT trace to 
deflect. 

Signal Splitter Amplifier 

Integrated circuit U750 is the same type as U450. The 
two differential outputs of U750 are connected to seperate 
common base transistor amplifiers to provide seperate 
display and trigger signals. Both outputs of U750 are biased 
equally to produce equal signal outputs. R770, C770, and 
L770 are high frequerKy compensation adjustments for the 
display signal. L770 is selected at the factory and need not 
be changed unless U750. 0860, or 0880 is replaced. 



0820, 0840, 0860. and 0880 are used as level shifters 
to return the DC level of the display signal to zero. 
Amplifier 0820-0840 are switched on when the BAND- 
WIDTH switch is in the full position. With the BAND- 
WIDTH switch in the 20 MHz position 0860-0880 is 
switched on. A filter in the collectors of 0860- 0880 limit 
the bandwidth. CR860 and CR880 isolate the filter from 
the output when in the FULL mode. 



The trigger signal circuitry is similar to the display signal 
circuitry with 0920 and 0940 as level shifters for the 
FULL bandwidth position and 0960 and 0980 as level 
shifters for the 20 MHz bandwidth position. 

Connectors 

All the connections made to the mainframe by the 
7A16A are shown on the connectors portion of Diagram 2. 
Also shown are the power supply decoupling components. 

Readout Encoding 

The Readout Encoding circuit consists of switching 
resistors and probe sensing stage Q620. This circuit encodes 
the Row and Column output lines for readout of deflection 
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factor, uncalibrated deflection factor (VARIABLE) infor- 
mation, and signal inversion. Data is encoded on these 
output lines by switching resistors between them and the 
time-slot input lines or by current added through Q620. 



R647-C647 are switched between time-slot three (TS-3) 
and the Column output line when the CAL switch is in the 
un-cal position. This results in the symbol > (greater than) 
being displayed preceding the deflection factor readout. 
R648 is switched between TS-2 and the Column output tine 
when the POLARITY switch is in the INVERT position. 
This results in the symbol ^ (inverted) being displayed 
preceding the deflection factor readout. 



Switching resistorsareusedto indicate the setting of the 
VOLTS/DIV switch to the mainframe readout system The 
dots on the contact-closure chart (see Diagram Section) 
indicate when the associated contacts on the VOLTS/DIV 
cam switch are closed R633. R634. and R635 select the 
number 1. 2, or 5 depending on the combination that is 
switched in. R638 and R642 select the m(milli) prefix In the 
5 mV through 0.5 V {500 mV) positions of the VOLTS/DIV 
switch. R639 and R643 select the V (volts) symbol in all 
ranges. R630, R631, and the output of the probe sensing 
stage (Q620) select the decimal point (number of zeroes), 
again depending on the resistorcombination switched in by 
the VOLTS/DIV switch 

Probe sensing stage 0620 identifies the attenuation 
factor of the probe connected to the INPUT connector by 
sensing the amount of current flowing through the probe 
coding resistor located in the probe connector. The output 
of this circuit corrects the mainframe readout system to 
include the probe attenuation factor. The third contact of 
the INPUT connector provides the input to the probe 
sensing device from the probe coding resistance (coded 



probes only; see Operating Instructions). The third contact 
is also used for the IDENTIFY input. The coding resistor 
forms a voltage divider with R621 through CR621 to the 
-IS V supply. The resultant voltage sets the bias on Q620 
and determines the collector current, alortg with emitter 
resistor R622. When the —15 volt time-slot pulse is applied 
to Interface Connector B33, 0620 is interrogated and its 
collector current is added to the column current output 
through Interface Connector A37. 



With a 1X probe (or no probe) connected to the INPUT 
connector, 0620 is turned off. The deflection factor 
readout is determined by the VOLTS/DIV switch position. 
With a 10X probe connected, the bias on Q620 allows 100 
microamperes of collector current to flow, This increases 
the deflection factor readout by a factor of 10. 



The IDENTIFY button (S45 on Diagram 1) does two 
things when pressed: 

1. It causes the trace representing the 7A16A to move 
(see the discussion on the Position Circuit). 



2. Forward biases CR621 and Q620 to result in a 
sufficient amount of collector current which replaces the 
deflection factor readout with the word "IDENTIFY". 



These two actions aid in identifying the 7A16A trace 
when multiple traces are displayed. When the IDENTIFY 
button is released, the deflection (actor readout is restored. 

For further information on the operation of the readout 
system, see the oscilloscope instruction manual. 
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MAINTENANCE 



Introduction 

This section of the manual contains maintenance infor- 
mation for use in preventive maintenance, corrective 
maintenance, and troubleshooting of the 7A16A. 

Further maintenance information relating to general 
maintenance can be found in the instruction manuals for 
the 7000-series oscilloscopes. 



PREVENTIVE MAINTENANCE 

General 

Preventive maintenance, consisting of cleaning, visual 
inspection, etc., performed on a regular basis, will improve 
the reliability of this instrument. Periodic checks of the 
semiconductor devices used in tiie unit are not recom- 
mended as a preventive maintenatKe measure. See 
semiconductor-checking information given under Trouble- 
shooting. 

Cleaning 




Avoid the use of chemical cleaning agents which 
might damage the plastics used in this instrument. 
Special care should be taken when cleaning the 
Polyphenylene Oxide attenuator board. Do not apply 
any solvent containing ketones, esters or halogenated 
hydrocarbons. To dean, use only water soluble 
detergents, ethyl, methyl or isopropyl alcohol. 

Front Panel. Loose dust may be removed with a soft 
cloth or a dry brush. Water and mild detergent may be 
used; however, abrasive cleaners should not be used. 



Interior. Cleaning the interior of the unit should precede 
calibration, since tiie cleaning process could alter the 
settings of the calibration adjustments. Use low-velocity 
compressed air to blow off the accumulated dust. Hardened 
dirt can be removed with a soft, dry brush, cotton-tipped 
swab, or cloth dampened with a mild detergent and water 
solution. 



Lubrication 

Use a cleanir>g-type lubricant on shaft bushings, inter- 
connecting plug contacts, and switch contacts. Lubricate 
switch detents with a heavier grease. A lubrication kit 
containing the necessary lubricating materials and 
instructions is available through any TEKTRONIX Field 
Office. Order TEKTRONIX Part Number 003-0342-01. 

TROUBLESHOOTING 

General 

The following is provided to augment information 
contained in other sections of titis manual when trouble- 
shooting the 7A16A. The schematic diagrams, circuit 
description, and calibration sections should be used to full 
advantage. The circuit description section gives detailed 
information on circuit behavior and output requirements. 

Troubleshooting Aids 

Diagrams. Circuit diagrams are given on foldout pages in 
Section 7. The circuit number and electrical value of each 
component in this instrument are shown on the diagrams. 
Important voltages are also shown. 

Circuit Boards. The circuit boards used in the 7A16A are 
outlined on the schematic diagrams, and photographs of the 
boards are shown on the backs of the schematic diagrams. 
Each board-mounted electrical component is identified on 
the photograph by its circuit number. 

Component artd Wiring Color Code. Colored stripes or 
dots on resistors and capacitors signify electrical values, 
tolerances, etc., according to tise EIA standard color code. 
Components not color coded usually have the value printed 
on the body. 

The insulated wires used for interconnection in the 
7A16A are color coded to facilitate tracing wires from one 
point to another in the unit. 

Semiconductor Lead Configuration. The lead configu- 
rations of the semiconductor devices used in this instru- 
ment are shown on tire schematic diagrams. 
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Troubleshooting Equipment 

The following equipment is useful for troubleshooting 
the 7A16A. 



1. Semiconductor Tester— Some means of testing the 
transistors, diodes, and FET's used in this instrument is 
helpful. A transistor curve tracer such as the TEKTRONIX 
Type 576 will give the most complete information. 

2. DC Voltmeter and Ohmmeter-A voltmeter is re- 
quired for checking voltages within the circuits, and an 
ohmmeter for checking resistors and diodes. 

3. Test Oscilloscope-A test oscilloscope is required to 
view waveforms at different points in the circuit. A 
TEKTRONIX 7000-series Oscilloscope equipped with a 
readout system, 7D13 Digital Multimeter unit, 7B-series 
Time-Base unit, and a 7A-serie$ Amplifier unit with a fOX 
probe will meet the needs of both items 2 and 3. 



4. Plug-in Extender— A fixture that permits operation of 
the unit outside of the plug-in compartment for better 
accessibility during troubleshooting. Order TEKTRONIX 
Part Number 067-0589-00. 



Troubleshooting Procedure 

This troubleshooting procedure is arranged in an order 
which checks the simple trouble possibilities before pro- 
ceeding with extensive troubleshootir>g. 

1. Check Control Settings. An incorrect setting of the 
7A16A controls can irtdicate a trouble that does not exist. 
If there is any question about the correct function or 
operation of a control or front-panel connector, see the 
Operating Instructions section. 

2. Check Associated Equipment. Before proceeding 
with troubleshooting of the 7A16A ^eck that the 
equipment used with this instrument is operating correctly. 
If possible, substitute an amplifier unit known to be 
operating correctly into the indicator unit and see if the 
problem persists. Check that the input signals are property 
connected and that the interconnecting cables are not 
defective. 



3. Visual Check. Visually check the portion of the 
instrument in which the trouble is suspected. Many troubles 
can be located by visual indications, such as unsoldered 
connections, broken wires, damaged circuit boards, 
damaged components, ett. 



4. Check Instrument Performance. Check the calibra- 
tion of the unit or the affected circuit, by performing 
Performance Check of Section 5. The apparent trouble may 
only be a result of mis-adjustment, and may be corrected 
by calibration. Complete calibration instructions are given 
in Section 5. 



5. Check Voltages. Often the defective component or 
stage can be located by checking for the correct voltage in 
the circuit. Typical voltages are given on the diagrams; 
however, these are not absolute and may vary slightly 
between instruments. To obtain operating conditions 
similar to those used to take these readings, see the 
instructions in the Diagram section. 

6. Check Individual Components. The following 
methods are provided for checking the individual com- 
ponents. Components which are soldered in place are best 
checked by disconnecting one end to isolate the measure- 
ment from the effects of surrounding circuitry. 

NOTE 

To locate intermittent or temperature sensitive com- 
ponents mounted on the attenuator board, Quik 
Freeze (Miller Stephenson, MS-240, TEKTRONIX 
Part Number (XI6-0173-01) is recommended. Dry ice 
or dichlordi-fluorremethane (Freon 12, Dupont or 
Can-O-Cas) may also be used. Other types of circuit 
coolant may damage the polyphenylene oxide boards. 



A. TRANSISTORS. The best dieck of transistor opera- 
tion is actual performance under operating conditions. If a 
transistor is suspected of being defective, it can best be 
checked by substituting a component known to be good; 
however, be sure that circuit conditions are not such that a 
replacement might also be damaged. If substitute transistors 
are not available, use a dynamic tester (such as 
TEKTRONIX Type 576). Static-type testers may be used, 
but since they do not check operation under simulated 
operating cortditions, some defects may go unnoticed. Be 
sure the power is off before attempting to remove or replace 
any transistor. 

B. DIODES. A diode can be checked for an open or for 
a short circuit by measuring the resistance between termi- 
nals with an ohmmeter set to the R X 1k scale. The diode 
resistance should be very high in one direction and very low 
when the meter leads are reversed. Do not check tunnel 
diodes or back diodes with an ohmmeter. 




Do not use an ohmmeter scale that has a high interna! 
current. Hi^ currents may damage the diodes. 
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C. RESISTORS. Check resistors with an ohmmeter. 
Resistor tolerance Is given in the Electrical Parts List. 
Resistors normally do not need to be replaced unless the 
measured value varies widely from the specified value. 

0. CAPACITORS. A leaky or shorted capacitor can be 
detected by checking resistance with an ohmmeter on the 
highest scale. Use an ohmmeter which will not exceed the 
voltage rating of the capacitor. The resistance reading 
should be high after initial charge of die capacitor. An open 
capacitor can best be detected with a capacitance meter, or 
by checking whether the capacitor passes AC signals. 

7. Repair and Readjust the Circuit. Special techniques 
required to replace components in this unit are given under 
Component Replacement. Be sure to check the perform- 
ance of any circuit that has been repaired or that has had 
any electrical components replaced. Recalibration of the 
affected circuit may be necessary. 

CORRECTIVE MAINTENANCE 

General 

Corrective maintenance consists of component replace- 
ment and instrument repair. Special techniques required to 
replace components in this instrument are given here. 

Obtaining Replacement Parts 

Standard Parts. All electrical and mechanical part re- 
placements for the 7A16A can be obtained through your 
local TEKTRONIX Field Office or representative. However, 
many of the electronic components can be obtained locally 
in less time than is required to order them from Tektronix, 
Inc. Before purchasing or ordering replacement parts, check 
the parts list for value, tolerance, rating and description. 



NOTE 

When selecting replacement parts, it is important to 
remember that the physical size and shape of a 
component may affect the performance of the 
instrument, particularly at high frequencies. AH re- 
placement parts should be direct replacements unless 
it is known that a different component will not 
adversely affect instrument performance. 

Special Parts. In addition to the standard electronic 
components, some special parts are used in the 7A16A. 
These parts are manufactured or selected by Tektronix, Inc. 
in accordance with our specifications. These special parts 
are indicated in the parts list by an asterisk preceding the 
part number. Most of the mechanical parts used in this 
instrument have been manufactured by Tektronix, Inc. 



Order all special parts directly from your local 
TEKTRONIX Field Office or representative. 

Ordering Parts. When ordering replacement parts from 
Tektronix, Inc., include the following information: 

1. Instrument Type. 

2. Instrument Serial Number. 

3. A description of the part (if electrical, include circuit 
number). 

4. TEKTRONIX Part Number. 

Soldering Techniques 

I WARNING I 



Disconnect the instrument from the power source 
before soldering. 



Attenuator Circuit Board. The Attenuator Circuit Board 
is made from polyphenylene oxide because of its excellent 
electrical characteristics. Use more than normal care when 
cleaning or soldering this material. The following rules 
should be observed when removing or replacing parts: 

1 . Use a low-wattage soldering iron (not over 1 5 watts). 

2. Do not apply more heat, or apply heat for a longer 
time, than is absolutely necessary. 

3. Use some form of vacuum solder remover when 
removing multi-lead devices. 

4. Do not apply any solvent containing ketones, esters 
or halogenated hydrocarbons. 

5. To clean, use only water-soluble detergents, ethyl, 
methyl or isopropyl alcohol. 



Circuit Boards (except Attenuator board). The com- 
ponents mounted on the circuit boards in the amplifier can 
be replaced using normal circuit board soldering techniques. 
Keep the following points in mind when soldering on the 
circuit boards: 

1. Use a pencil-type soldering iron with a (wattage) 
rating from 15 to 50 watts. 
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2. Apply heat from the soldering iron to the junction 
between the component and the circuit board. 

3. Heat-shunt the lead to the component by means of a 
pair of long-nose pliers. 

4. Avoid excessive heating of the junction with the 
circuit board, as this could separate the circuit board wirirtg 
from the base material. 



5. Use electronic grade 60-40 tin lead solder. 

6. Clip off any excess lead length extending beyond the 
circuit board. Clean off any residual flux with a flux- 
removing solvent. 



Metal Terminals. When soldering metal terminals (po- 
tentiometers, etc.) use 60-40 tin-lead solder and a 15 to 50 
watt soldering iron. Observe the following precautions 
when soldering metal terminals: 

1. Apply only enough heat to make the solder flow 
freely. 



2. Apply only enough solder to form a solid con- 
nection. Excess solder may impair the function of the part. 



3. If a wire extends beyond the solder joint, clip off the 
excess. 



4. Clean the flux from the solder joint with a flux- 
removing solvent. 



Component Replacement 



WARNING 



Disconnect the equipment from the power source 
before replacirig components. 

Semicortductor Replacement. Transistors should not be 
replaced unless actually defective. If removed from their 
sockets during routine maintenance, return them to their 
original sockets. Unnecessary replacement of transistors 
may effect the calibration of this instrument. When 
transistors are replaced, check the performance of the part 
of the instrument which may be affected. 



Replacement semiconductors should be of the original 
type or a direct replacement. The schematic diagram shows 
the lead configurations of die semiconductors used in this 
instrument. If the replacement semiconductor is not of the 
original type, check the manufacturer's basing diagram for 
proper basing. 

Circuit Board Removal 

In general, the circuit boards used in the 7A16A need 
never be removed unless they must be replaced. Electrical 
connections to the boards are made by soldered con- 
nections. If it is necessary to replace a circuit board 
assembly, use the following procedures. 

A. READOUT CIRCUIT BOARD REMOVAL 

1. Disconnect the wires connected to the outside of the 
board. 



2. Remove the seven screws holding the board to the 
mounting surface. 

3. Disconnect the wires connected to the inside of the 
board. 



4. Remove the board from the unit. 



5. To replace the board, reverse the order of removal. 



B. ATTENUATOR CIRCUIT BOARD REMOVAL 

1. Remove the readout board as outlined in the 
previous procedure. 

2. Disconnect the inductor, capacitor, and two ground 
straps connected to the rear of the board. 

3.. Loosen the front set screw on the VARIABLE 
control shaft coupling (use a 0.050-inch hex -key wrench). 



4. Remove the red VARIABLE control knob and glass 
rod from the control shaft. 



5. Remove the remaining front-panel knobs using a 
1/16-inch hex-key wrench. 

6. Remove the front panel from the instrument by 
prying at center bottom with screwdriver. 
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7. Remove the attenuator shields. 

8. Disconnect the wires and resistor from the INPUT 
BNC connector. 



9. Remove the INPUT BNC connector. 

10. Remove the attenuator board with cam switch from 
the instrument. 

1 1 . Replace by reversing the Removal Procedures. 

C. AMPLIFIER CIRCUIT BOARD REMOVAL 

1 . Remove the plastic plug*in guide from the rear of the 
instrument. 

2. Disconnect the wires connected to the board from 
the front-panel controls. 

3. Loosen the hex-socket screw in the coupling of the 
VARIABLE control shaft using a 0.050-inch hex-key 
wrench. Pull the VARIABLE knob and glass shaft from the 
front of the instrument. 



4. Disconnect the inductor, capacitor, and two ground 
straps from the front of the board. 

5. Remove the screws and nuts securing the board to 
the chassis or other mounting surface. 

6. Remove the board from the instrument. 



7. To replace, reverse the order of removal. 



Switch Replacement 

Several types of switches are used in the 7A16A. The 
slide and micro switches should be replaced as a unit if 
damaged. The following special maintenance information is 
provided for the cam-type switches. 




Repair of cam-type switches should be undertaker) 
only by experienced mainteryance personnel. Switch 
alignment and spring tension of the contacts must be 
carefully maintained for proper operation of the 
switch. For assistance in maintenance of cam-type 
switches, contact your local TEKTRONIX Field 
Office or representative. 



A. CAM-TYPE SWITCHES 

A cam-type switch consists of a rotating cam, which is 
turned by the front-panel knobs, and a set of contacts 
mounted on an adjacent circuit board. These switch 
contacts are actuated by lobes on the cam. The VOLTS/ 
DIV and AC-GND-DC (coupling) cam-type switches can be 
disassembled for inspection, cleaning, repair, or replace- 
ment as follows: 

1. Remove the Readout board and the Attenuator 
board/switch assembly as described previously. The front 
swit^ section on the Attenuator board is the AC-GND-DC 
switch and the rear switch section is the VOLTS/DIV 
switch. The switches are now open for inspection or 
cleaning. 

2. To completely remove the switch from the board, 
remove the two screws and four hexagonal posts which 
hold the cam-type switch to the circuit board. 

3. To remove the cam from the front support block, 
remove the retaining ring from the shaft on the front of the 
switch and slide the cam out of the support block. Be 
careful not to lose the small detent roller. 

4. To replace defective switch contacts, follow the 
instructions given in the switch repair kit. 

5. To re-install the switch assembly, reverse the above 
procedure. 

Recalibration After Repair 

After any electrical component has been replaced, the 
calibration of that particular circuit should be checked, as 
well as the calibration of other closely related circuits. 
Refer to Section 5 for these procedures. 
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CALIBRATION 



Introduction 

To assure instrument accuracy, check the calibration of 
the 7A16A every 1000 hours of operation or every six 
months if used infrequently. Before complete calibration, 
thoroughly clean and inspect this instrument as outlined in 
the Maintenance section. 



TEKTRONIX Field Service 

Tektronix, Irtc., provides complete instrument repair 
and recalibration service at local Field Service Centers and 
die Factory Service Center. Contact your local field office 
or representative for further information. 



Performance Check 

■Rie performance of this instrument can be checked by 
performing only the steps listed in this procedure. These 
steps checks the instrument against the tolerences listed as 
a Performance Requirement (see Specification section in 
the Operators manual). 

Limits and tolerances given in other check steps are 
calibration guides and should not be interpreted as instru- 
ment specifications. Operator front-panel adjustments are 
adjusted as part of the Performance Check procedure. 



Calibration 

To verify proper calibration of the 7A16A and to 
prevent unnecessary re-calibration of the entire instrument, 
perform the Adjust- portion of a step only if the tolerance 
given in die Check— part of the step is not met. 



For best overall instrument performance ^en per- 
forming a complete calibration procedure, make each 
adjustment to the exact setting even if the Check- is within 
allowable tolerance. 



TEST EQUIPMENT REQUIRED 

General 

The following test equipment and accessories, or its 
equivalent, is required for complete calibration of the 
7A16A. Specifications given for the test equipment are the 
minimum necessary for accurate calibration. Therefore, the 
specifications of any test equipment used must meet or 
exceed the listed specifications. All test equipment is 
assumed to be correctly calibrated and operating within the 
listed specifications. Detailed operating instructions for the 
test equipment are not given in this procedure. Refer to the 
instruction manual for the test equipment if more 
information is needed. 



Special Calibration Fixtures 

Special TEKTRON IX calibration fixtures are used in this 
procedure only where they facilitate instrument calibration. 
These special calibration fixtures are available from 
Tektronix, Inc. Order by part number dirou^ your local 
TEKTRONIX Field Office or representative. 



Calibration Equipment Alternatives 

All of the listed test equipment is required to completely 
check and adjust diis instrument. The Calibration 
procedure is based on the first item of equipment given as 
an example of applicable equipment. When other 
equipment is substituted, control settings or the calibration 
setup may need to be altered slightly to meet the 
requirements of the substitute equipment. If the exact item 
of test equipment given as an example in the Test 
Equipment list is not available, first check the 
Specifications column carefully to see if any other 
equipment is available which might suffice. Then check the 
Usage column to see what this item of test equipment is 
used for. If used for a check or adjustment whidi is of little 
or no importance to your measurement requirements, the 
item and corresponding step($) can be deleted. 
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TEST EQUIPMENT 



Description 


Minimum Specifications 


Usage 


Examples of Applicable 
Test Equipment 


Cslibralion oscilloscope 


7000-Series oscilloscope mainframe. 
7900-Series required to check 7A16A 
maximum bandwidth and risalime. 


Used throughout procedure to 
provide display, 


1. TEKTRONIX 7904 Oscilloscope. 

2. Any TEKTRONIX 7000-Sarics 
oscilloscopes. Check Specifications 
for bandwidth artd risatime. 


Time Base Unit 


7B-Saries timabasa unit. Sweep spaed 
to 3 ni/di«. 


Used throughout pioeadura to 
provide horizontal sweep. 


1. TEKTRONIX 7B70 Time Base or 
equivalent. 


Standard Amplitude 
Calibrator 


Amplitude accuracy, within 02S%; 
signal amplitude. 20 mV to 20 V; 
frequerKV, 1 kHz square-wave. 


i)m6 fof calibration only. 

1 


1. TEKTRONIX Calibration fixture 
067-050201. 


SQuare wave Generator 


Output Capabilities: 12 V into BOG 
with a risalime of at Isatl 12 ns and a 
frequency of approximatafy 1kHz; 
500 mV into 50 St with a rtsatima of 
at least 1 ns at 100 kHz. 


Used lor Input Compensation 
and Low Frequency Compan 
saliononly. 


t. TEKTRONIX Type 106 Square 
wave Generator. 


Pulse Generator 


Risecime of at least 70 ps. step 
amplitude of 200 mV into 50 it. 


Used lor High Frequency 
Compensation only. 


1. TEKTRONIX Type 264 Pulse 
Generator. 


Constant Amplitude 
Signal Generator 


Upper frequency range. 225 MHz; 
rcfarence fraqueiKy. epproximalelv 
3 MHz; constant ampliluda accuracy, 
within 2% of reference frequency: 
amplitude range, 0.5 V to 4 V P-P. 


Used for Bandwidth check 
only. 


1. TEKTRONIX Calibration Fixture 
067-0532-01. 


Accessories 
BNC C^le 


Connectors, BNC: length. 42 inches. 


Used throughout procedure. 




GR Cable 


Connectors. GR; Impedance, SO n,- 
length, approximately 20 inches. 


Used for Hi^ Frequency 
Compensation artd Risatime 
only. 


TEKTRONIX Part Number 
017-0515-00. 


X10 Attenuator 


Connectors. GR; Impedance, 50 it. 


Used throughout the 
procedures. 


TEKTRONIX Part Number 
017-0078-00. 


RC Normaliaer 


Time Constant. 1 Mfl X 20 pF; 
connectors. BNC; attenuation, 2X. 


Usad for Input Compensation, 


TEKTRONIX Pert Number 
067-0538-00 


Termination (thru line) 


Impedance. SO fl: connectors. GR to 
BNC mala. 


Used throughout procedures. 


TEKTRONIX Part Numbar 
0170064-00 



PERFORMANCE CHECK PROCEDURE 
Balance 

1. Check DC Bal (R160) vertical deflection of 0.2 divi- 
sion or less while switching between -fUPand INVERT. 



2. Check 2X Bal (R453) for vertical deflection of 0.2 
division or less while switching between 5 mV and 
10 mV. 

3. Check Var Bal (R553) for vertical deflection of 0.2 
division or less while rotating the VARIABLE con- 
trol throughout the range. 



Gain 

4. Check/Adjust GAIN control (R516) to obtain a dis- 
play of exactly four vertical divisions when the 
VOLTS/OIV switch is set to 5 mV and the stand- 
ard amplitude calibrator is set to 20 mV square- 
wave out. 

5. Check 2X Gain control (R413) to obtain a display of 
exactly five vertical divisions when the VOLTS/DIV 
switch is set to 10 mV and the standard amplitude 
calibrator is set to 50 mV square-wave out. 

6. Check all VOLTS/DIV switch settings: Within 2 %. 
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LF COMPENSATION 
/ R436 



HF 

CS31 



OCBAL 

R160 



HF 

R756 



2X GAIN 
R413 



INPUT COMP 
C134 



INPUT COMPENSATION 



HF 

C370 



HF 

C770 



HF 

R370 



FN' 5-1a. Location of adjuitmanta. S/N B050000 & up. 




HF HF VarBal LF Companaatien 2X Bal 
R43S RS31 RSS3 R436 B4S3 



HF 

C631 



HF 

R7S6 



HF HF HF 
L770 C770 H770 



Input Companialion 



HF 2X Gain 
C43S R4f3 



C134 



Fifl. S-lb. Location of adjustments. Baiow S/N B050000. 
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Compensation 

7. Check Input Compensation controls shown in Table 
5-2 for rolloff or overshoot not to exceed 0.06 div. 

8. Check Low Frequency Compensation (R436) for a 
flat top (minimum tilt) with a 25 kHz square-wave 
applied. 

9. Check High Frequency Compensation R53t. C531, 
R435, C435, R7S6, C756, R770, and C770 in that 
order for best front corner and flat top. Aberrations 
should not exceed ±4% and 6% peak-to-peak. (For 
instruments below SN B050000 see Fig. 5-1b.) 



10. Check High Frequency Compensation R370. C370, 
R531, C531, R435, C435, R756, C756, and C700 
in that order for best front corner and flat top. Aber- 
rations should not exceed ±4% and 6% peak-to-peak 
(For instruments SN 8050000 and above see Fig. 
5-1a.) 



Risetime and Bandwidth 

1 1 . Check risetime within the system tolerances given in 
the Specifications section. 

12. Check bandwidth within the system tolerances given 
in the Specifications section. 

Check that the bandwidth is 20 MHz t3 MHz when 
the BANDWIDTH switch is in the 20 MHz position. 

CALIBRATION PROCEDURE 

General 

The following procedure Is arranged so that the 7A16A 
can be calibrated with the least interaction of adjustments 
and re-connection of equipment. The control settings and 
test equipment setup throughout this procedure continue 
from the preceding steps unless otherwise noted. Refer to 
Fig. 5-1a and Fig. 5-1b for location of adjustments. 

NOTE 

Control titles which ere printed on the front panel of 
the 7A16A are capitalized (e.g. POSITION}. Internal 
adjustments and associated equipment controls are 
initially capitalized only (e.g. oscilloscope Vertical 
Mode}. 



Preliminary Procedure for Calibration 

1. Remove die oscilloscope left side cover and side panel 
of plug-in. 

2. Insert the 7A16A in the calibration oscilloscope Left 
Vertical compartment. 



3. Insert the time base unit into the calibration 
oscilloscope Horizontal compartment. 

4. Turn oscilloscope on and allow 20 minutes warm-up 
before proceeding. 

NOTE 

This instrument should be calibrated at an ambient 
temperature of +2(fC to *3(fC for best overall 
accuracy. The performance of the instrument can be 
checked at any temperature within theffCto +S0^C 
range. 

Preliminary Control Settings 

Set the calibration oscilloscope and time base unit for a 
sharp, well defined trace. Set the 7A16A control as follows: 

7A16A Control Settings 



POSITION 


midrange 


POLARITY 


■HJP 


BANDWIDTH 


FULL 


VOLTS/DIV 


5mV 


AC-DC-GND 


GND 


VARIABLE 


CAL IN 



BALANCE 

1. Check/ Adjust DC Bal 

a. Check-that die vertical trace shift is 0.2 division or 
less while switching the POLARITY switch between +UP 
and INVERT. 



b. Adjust-R160, DC Bal control, for min vertical de- 
flection while switching the POLARITY switch between 
+UPand INVERT. 



c. Return the POLARITY switch to -MJP. 



5 ^ 
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2. Check/ Adjust 2X Bal 

a. Check-that the vertical Uace shift is 0.2 division or 
less while switching the VOLTS/DIV switch between 
10 mV and 5 mV. 



b. Adjust-R453. 2X Sal control, for min vertical de- 
flection while switching the VOLTS/DIV switch between 
10 mV and 5 mV. 

c. Return the VOLTS/DIV switch to 5 mV. 

3. Check/ Adjust Var Bal 

a. Check— that the vertical trace shift is 0.2 division or 
less while rotatirtg the VARIABLE control throughout the 
range. 

b. Adjust-R553, Var Bal control, for min vertical de- 
flection while rotating the VARIABLE control throughout 
the range. 

c. Return the VARIABLE control to the CAL IN 
position. 

GAIN 

4. Adjust GAIN 

a. Connect the Standard Amplitude Calibrator to the 
7A16A INPUT connector with the 42-inch BNC cable. 

b. Set the AC-GND-OC switch to DC and adjust the 
Standard Amplitude Calibrator to obtain a 20 mV 
square-wave. 



c. Adjust— the front panel GAIN control to obtain a 
display of exactly 4 divisions. 



5. Check/Adjust 2X Gain 

a. Set the VOLTS/DIV switch to 10 mV and adjust the 
Standard Amplitude Calibrator to obtain a 50 mV 
square-wave. 

b. Check— that the display amplitude is 5 divisions tO.1 
division. 

c. Adjust-R413. 2X Gain control, to obtain a vertical 
display of exactly 5 division. 



d. Rotate VARIABLE control CCW and check for 2 div 
or less of display. 

e. Set VARIABLE control to the CAL IN position. 

6. Check Alt VOLTS/DIV Gain Settings 

a. Check-that all VOLTS/DIV gain settirsgs are within 
2%. Refer to Table 5-1 for control settings and tolerances. 

b. Return the VOLTS/DIV switch to 10 mV and 
disconnect the Startdard Amplitude Calibrator. 



TABLE 5-1 

Vertical Deflection Accuracy 



VOLTS/DIV 

Switch 

5ietting 


Standard 

Amplitude 

Calibrator 

Output 


Vertical ' 
Deflection > 
in 

Divisions 


Maximum 
Error for ±2% 
Accuracy 
(divisions) 


5 mV 


20 mV 


4 


±.08 


10 mV 


50 mV 


5 


±0.1 


20 mV 


0.1 V 


5 


±0.1 


50 mV 


0.2 V 


4 


±.08 


.1 V 


0.5 V 


5 


±0.1 


.2 V 


1 V 


5 


±0.1 


.5 V 


2V 


4 


±.08 


1 V 


5V 


5 


±0.1 


2 V 


10 V 


5 


±0.1 


5 V 


20 V 


4 


±.08 



COMPENSATION 

7. Adjust Low Frequency Compensation 
a. Connect the Square-wave Generator to the 7A16A 
INPUT through a X10 50 £2 attenuator and a 50^2 
terminator. 



b. Set the Square-wave Generator to obtain approxi- 
mately six vertical divisions of a 1 kHz square-wave. 



c. Adjust-R436, LF compensation control, for best flat 
top (minimum tilt). 



d. Disconnect the Square-wave Generator. 

8. Adjust Input Compensation 

a. Connect the Square-wave Generator to the 7A16A 
INPUT through a X10 50 12 attenuator. 50 12 termination, 
and a 20 pF RC Normalizer. 
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b. Set the Square-wave Gerterator to obtain a 1 kHz, 
six-division display- Maintain a six division display for all 
VOLTS/DIV switch positions, remove the X10 attenuator 
and the 50 (2 termination when necessary. 



c. Adjust— and check compensation for best front corner 
and flat top as shown in Table 5-2. Rolloff or overshoot 
should not exceed .06 division. 



d. Disconnect the Square-wave Generator from the 
7A16A and return the VOLTS/D IV switch to 10 mV. 



TABLE 5-2 

Attenuator Compensation 



VOLTS/DIV 1 
Switch Setting 


Adjust for Optimum 


Square Corner 


Flat Top 


5 mV 


Check 


Check 


lOmV 


C134 




20mV 


C106 


C107 


50 mV 


Clio 


cm 


.1 V 


C114 


C115 


.2V 


Check 


Check 


.5 V 


Oieck 


Check 


1 V 


C118 


C119 


2 V 


Check 


Check 


5 V 


Check 


Check 



9. Adjust High Frequency Compensation 

a. Connect the Pulse Generator to the 7A16A INPUT via 
a GR cable. X5 GR attenuator, and a 50 12 Terminator. 



b. Set the 7A16A VOLTS/DIV switch to 10 mV and 
set the Pulse generator for a vertical display of approxi- 
mately 6 divisions. 

c. Set the time base unit to obtain a triggered display at 
a rate of approximately .02 ps per division. 

d. Position the top of the waveform to 1 division above 
center screen. 

e. Adjust-High Frequency controls: R531, C531, R435, 
C435, R756, C756, R770, and C770 in that order for best 
front corner and flat top. Aberrations should not exceed 
±4% and 6% peak to peak. 

f. Adjust— High Frequency controls: R370, C370, R531, 
C531, R435,C435, R756, C7S6, and C770 in that order for 
best front corner and flat top. Aberrations should not ex- 
ceed ±4% and 6% peak to peak. (For instruments 6050000 
and up.) 



NOTE 

(For Instruments Below B050000) 

If integrated circuit U750 or transistors 0820 or 
0840 are replaced, it may become necessary to 
readjust coil L770. If satisfactory results are not 
achieved by adjusting all odter high frequency 
controls, then adjust L770 in the following manner: 
Remove L770 from the plug in socket and shorten 
the coil by dipping a small piece with a diagonal 
cutter. Replace the coil to the plug-in sockets. If 
aberrations decrease, continue to shorten the coil for 
optimum results. If the aberrations are increased, 
form a larger coil using A WG 26 gauge bare wire. 

RISETIME AND BANDWIDTH 

>/10. Check Risetime 

a. Irtcrease the sweep speed of the Time Base unit to 
approximately 2 ns (0.02 ps and X10 Mag). 



b. Check -that the risetime of the )eading edge of the 
pulse is within the specifications given in Table 5-3. 



c. Disconnect all Test equipment. 

TABLE 5-3 

System Risetime and Bandwidth 



Mainframe 


Bandwidth 


Risetime 


7900-Series 


•225 MHz 


1.6 ns 


77(X)-Series 


*150 MHz 


2.4 ns 


7500-Series 


* 90 MHz 


3.9 ns 


7400-Series 


* 60 MHz 


5.9 ns 



’Depending on the individual mainframe. 

Check Bandwidth 

a. Connect the Constant Amplitude Signal Generator to 
the 7A16A INPUT dtru a 50 (2 termination. 

b. Set the Constant Amplitude Signal Generator to the 
reference frequency of 3 MHz and adjust the output 
amplitude to obtain a 6 division display. 

c. Change the frequency of the Constant Amplitude 
Signal Generator to the value given in Table 5-3. 

d. Check— that the amplitude of the display is 4.2 div or 
greater. 



This completes the calibration for the 7A16A. 
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Section 6— 7A16A 

REPLACEABLE 
ELECTRICAL PARTS 



PARTS ORDERING INFORMATION 



Repiscement parts are availabia from or through your localTakironix. Inc Plaid Office 
or rapresantalive. 

Changes lo Tektronix insirumenis are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order: Part number, instnjment 
type or number, serial number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or Improved part, your local 
Tektronix, Inc. Field Officeor representative will contact you concerning any change in part 
number 

Change Information, if any, is located at the rear of this manual. 



SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at Hiis serial number 
OOX Part removed after this serial number 



ITEM NAME 

In the Pans List, an item Name is separated from the description by a colon (;). 
Because of space limitations, an Item Name may sometimes appear as incomplete. For 
further Item Name identificalion, the U.S. Federal Cataloging Handbook H6-1 can be 
utilized where possible. 



ABBREVIATIONS 



ACTR 


ACTUATOR 


PLSTC 


PLASTIC 


ASSY 


ASSEMBLY 


OTZ 


QUARTZ 


CAP 


CAPACITOR 


RECP 


RECEPTACLE 


CER 


CERAMIC 


RES 


RESISTOR 


CKT 


CIRCUIT 


RF 


RADIO FREQUENCY 


COMP 


COMPOSITION 


SEL 


SELECTED 


CONN 


CONNECTOR 


SEMICOND 


SEMICONDUCTOR 


ELCTLT 


ELECTROLYTIC 


SENS 


SENSITIVE 


ELEC 


ELECTRICAL 


VAR 


VARIABLE 


INCAND 


INCANDESCENT 


WW 


WIREWOUND 


LED 


LIGHT EMITT4NQ DIODE 


XFMR 


TRANSFORMER 


NONWIR 


NON WIREWOUND 


XTAL 


CRYSTAL 
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CROSS INDEX MFR. CODE NUMBER TO MANUFACTURER 



MFR.CODE MANUFACTURER ADDRESS CITY, STATE, 2IP 



008S3 


Stngamo Elactzle Co., S. Carolina Div. 


?. 0. Box 126 


Pickens, SC 29671 


01121 


Allui-Bradley Co. 


1201 2nd St. South 


Mllwauksa, WI 53204 


01295 


Taxas Instruawnta, Inc., 
SMlconductor Croup 


P. 0. Box 5012 


Dallas. TX 75222 


03SOB 


Ganaral Elactrle Co. , 8«i-Conductor 
Products Dapt. 


Electronics Park 


Syracuse, MY 13201 


07263 


Fairchild Samlconduetor, a Piv. oC 
Fairchild Caswra and InscruMnt Corp. 


464 Ellis St. 


Mountain View, CA 94042 


07910 


Taladyna S«Uconductor 


12515 Chadron Ave. 


Kawthoma, CA 90250 


17656 


Silieonlx, Inc. 


2201 Laurelwood Rd. 


Santa Clara, CA 95054 


24931 


Spaclalty Connector Co., Inc. 


3560 Madison Ava. 


Indianapolis, IN 46227 


501S7 


N. L. Industries, Inc., Electronics 
Dept. 


P, 0, Box 787 


Muskegon, Ml 49443 


56269 


Sprague Electric Co. 




North Adams, MA 01247 


72962 


Brie Tachnolosical Products, Inc. 


644 H. 12th St. 


Erie, PA 16512 


73138 


Backnan Instrunants, Inc., Halipot Div, 


2500 Harbor Blvd. 


Fullerton, CA 92634 


74970 


Johnson, E. F., Co. 


299 loth Ava. S. H. 


Waseca, MN 56093 


7S042 


TRH Electronic Coo^onants, IRC Fixed 
Resistors, Philadelphia Division 


401 tt. Broad St. 


Philadelphia, PA 19108 


79727 


C-W Industrlas 


550 Davlsvilla Rd. 


Waminster, PA 16974 


60009 


Taktronix, Inc. 


P. 0. Box 500 


Beaverton, or 97077 


60294 


Bourns, Inc., Instruaant Div. 


6135 Magnolia Ava. 


Riverside, CA 92506 


60740 


Beckman Instrustents, Inc. 


2500 Harbor Blvd. 


Fullerton, CA 92634 


90201 


Hallory Capacitor Co., Div. of 
P. R. Mallory Co., Inc. 


3029 B. Washington St. 


Indianapolis, IN 46206 
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Tektronix 
Ckt No. Port No. 


Serial/Model No. 
Eff Dseont 


Name & Description 


Mfr 

Code 


Mfr Part Number 


A1 


670-2324-01 


8010100 


B059999 


OCT BOARD ASSYsATIENUATOR 


80009 


670-2324-01 


A1 


670-2324-00 


8060000 


8069999 


CKT BOARD ASSY : ATTEHUATOR 


80009 


670-2324-00 


A1 


670-2324-03 


8070000 




CKT BOARD ASSY : ATTENUATOR 


80009 


670-2324-03 


A2 


670-2323-00 


8010100 


8049999 


OCT BOARD ASSYsAKPLIFIER 


80009 


670-2323-00 


A2 


670-2323-01 


8050000 


B089999 


CKT BOARD ASSY lAKPLXPIER 


80009 


670-2323-01 


A2 


670-2323-02 


B090000 




CKT BOARD ASSY :AMPLtFIER 


80009 


670-2323-02 


A3 


670-2310-01 


BOlOlOO 


8059999 


CKT BOARD ASSY:R£ADCUT 


80009 


670-2310-01 


A3 


670-2310-00 


B060000 




CKT BOARD ASSY:READCUT 


80009 


670-2310-00 


CIO 


2 es-oei 6 -oi 






CAP . , FXD , PUTC 1 0 . 19UF , lot , 600V 


80009 


285-0816-01 


C13 


293-0000-00 






CAP.,FXD,CER DIiO.OOlUF, 4100-0%. 500V 


72982 


831-516E102P 


CIS 


283-0000-00 






CAP.,FXD,CER 01 sO.OOlUP, *100-0%, 500V 


72982 


831-516E102P 


C106 


1 307-1010-01 






ATTENUATOR,rXDi3X 


80009 


307-1010-01 


C107 


I 












Clio 


307-1012-00 






ATTENUATOR ,FXO ; SX 


80009 


307-1012-00 


Clll 














C114 


307-1013-01 






ATTENUATOR ,FXD s lOX 


80009 


307-1013-01 


CHS. 














C117 


281-0626-00 


BOlOlOO 


B069999X 


CAP.,PXD,CER 01:3. 3PF,1%. 500V 


72982 


301-000C0J0339B 


dial 








ATTENUATOR ,FXD : lOX 


80009 


307-1013-01 


dial 


I 307-1013-01 












C130 


281-0670-00 


BOlOlOO 


8069999 


CAP,,rXD,CER Dl!l.ePF,+/-0.1PP,S00V 


72982 


374-005COK0189B 


C130 


281-0064-00 


8070000 




CAP. , VAR, PLSTCsO. 25-1. 5PF, 600V 


72982 


530-002 


C132 


283-0000-00 






CAP.,PXD,CER DI:0.001UF, *100-0%, SOOV 


72982 


831-516E102P 


C134 


281-0064-00 






CAP. ,VAR,PLSTCsO. 25-1. 5PF, 600V 


72982 


530-002 


C140 


281-0615-00 


BOlOlOO 


8069999 


CAF.,FXD,CER DI : 3 .9PF ,+/-0. SPF, 200V 


72982 


374-OO1COJ0399D 


C140 


290-0536-00 


B070000 




CAP . , FXD , ELCTLT i 1 OUF , 2 0 % , 2 5V 


90201 


TDC106M025FL 


Cl42 


283-0156-00 


XB070000 




CAP.,FXD,CER DIilOOOPF, +100-0%, 200V 


72982 


6111A208E102Z 


C144 


^ 283-0156-00 


XB062454 




CAP.,PXD,CER DlilOOOPP, +100-0%, 200V 


72982 


eillA 208 E 102 Z 


CISO 


281-0562-00 


BOlOlOO 


B069999X 


CAP.,FXD,CBR DI:39PF,10%,500V 


72982 


3O1-000U2J0390K 


C154 


283-0000-00 


BOlOlOO 


B069999X 


CAP.,PXD,CER DI:0.0010F, +100-0%, SOOV 


72982 


e31-S16E102P 


C1S6 


283-0156-00 


XB070000 




CAP.,PXD,CER DI:1000PF, *100-0%, 200V 


72982 


8111A208E102Z 


dS8 


290-0536-00 






CAP. ,PXD,ELCTLT:10UF,20%,25V 


90201 


TDd06M025FL 


C190 


281-0600-00 


BOlOlOO 


B079999X 


CAP.,FXO,CER DI:35PF,10%,500V 


72982 


3Oe-O0OCOGO3S0K 


C334 


281-0628-00 






CAP.,FXD,CER OI:15PF,S%,60OV 


72982 


301-OOOCOG0150G 


C329 


283-0000-00 


BOlOlOO 


B049999X 


CAP.,FXD,CER DliO.OOlUP, *100-0%, SOOV 


72982 


831-516E102P 


C331 


283-0041-00 


8010100 


8089999 


CAP.,FXD,CER Ors0.0033UF,5%,500V 


72982 


841-54 1B332J 


C331 


283-0083-00 


8090000 




CAP.,FXD,CSR D1:0.00470F, (NOM VALUE), SSL 


72982 


ell-565C472J 


C332 


283-0026-00 






CAP.,FXD,CER DIi0.2UF, +80-20%, 2SV 


56289 


274C3 


C3S0 


283-0000-00 






CAP.,FXD,CBR DIrO.OOlUF, +100-0%, SOOV 


72982 


631-S16E102P 


C370 


281-0186-00 


XB050000 


B089999X 


CAP , ,VAR,PLSTC 1 1 . 1-3 . SPF , lOOV 






C431 


281-0546-00 






CAP.,FXD,CER OI:330PP,lO%,SO0V 


72982 


301-O00XSPO331K 


C434 


281-0540-00 






CAP..PXO,CER OIi51PP,5%,500V 


72982 


301-OOOU2JOS1OJ 


C435 


281-0123-00 






CAP.,VAR,CER DIiS-2SPF,100V 


72982 


Sie-OOOAS-25 


C436 


283-0010-00 






CAP.,FXD,CER DIiO.OSUF, *100-20%, 50V 


56289 


273C20 


C530 


281-0628-00 


BOlOlOO 


B049999X 


CAP.,FXO,CBR DIil5PP,5%,600V 


72982 


3O1-O0OC0G015OG 


CS31 


281-0167-00 


BOlOlOO 


B049999 


CAP.,VAR,CER DX:9-45PF,200V 


72982 


538-011-D 9-45 


CS31 


281-0158-00 


BOSOOOO 




CAP.,VAR,CER Dli7-45PF,50V 


72982 


S18-OOOG7-4S 


CS34 


283-0003-00 






CAP.,FXD,CER DX:0.01UF, *80-20%, 150V 


72982 


8SS-547E103Z 


CS96 


283-0238-00 


BOlOlOO 


5029999 


CAP.,FXO.CER DXi0.01UP,10%,50V 


72982 


8121H071HR5103K 


C538 


283-0191-00 


8030000 


B089999X 


CAP.,FXO,CER DX:0.022UF,20%,50V 


72982 


8121N063651223M 


C621 


283-0000-00 






CAP.,FXD,CER OXiO.OOlUr ,*100-0%, SOOV 


72982 


831-516E102P 


C630 


283-0000-00 






CAF.,FXD,CER DX lO.OOlUF, +100-0%, SOOV 


72982 


831-S16B102P 


C634 


283-0000-00 






CAF.,FXD,CER DX i0.001UF,*100-0% , SOOV 


72982 


831-S16E102P 


C63S 


283-0000-00 






CAP.,FXD,CER DXiO.OOlUF, *100-0%, SOOV 


72982 


831-516E102P 



^Added if necesaary. 
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Ckt No. 


Tektronix 
Port No. 


Serial/Model No. 
Eff Dscont 


Name & Description 


Mfr 

Code 


Mfr Port Number 


C638 


283-0000-00 






CAP.,FXD,CER DIsO.OOlWP ,+100-0*. 500V 


72982 


831-516B102P 


C643 


283-0000-00 






CAP..PXD,CER DIsO.OOlur, +100-0*, 500V 


72982 


B31-S16E102P 


C647 


283-0000-00 






CAP.,PXD,CER DI:0.0010P,+100-0*,SOOV 


72982 


831-516E102P 


C648 


283-0003-00 






CAP.,rXD,CER OIiO.OlOP, +80-20*, 150V 


72982 


855-54 7E103Z 


C649 


283-0000-00 






CU>.,PXD,CER DI:0.001UP,+100-0*,500V 


72982 


831-516E102P 


C721 


281-0534-00 






CAP.,FXO,CER DI:3.3PP,*/-0.2SPF,SOOV 


72982 


301-OOOCOJ0339C 


C754 


283-0067-00 


BOlOlOO 


B089999 


CAP.,PXD,CER DltO.OOllTF, 104, 200V 


72982 


835-515B102K 


C754 


283-0238-00 


8090000 




CAP.,PXD,CER DXsO.OlUP, (NOM VALUE) ,SEL 


72982 


8121N071HR5103K 


C756 


281-0161-00 






CAP.,VAR,CER DIi5-15PP,350V 


72982 


518-OOOA5-15 


C770 


281-0168-00 


BOlOlOO 


B049999 


CAP.,VAR,AtR Dill. 3-5. 4PP.2S0V 


74970 


187-0103-035 


C770 


281-0064-00 


BOSOOOO 




CAP. ,VAR,PLSTCsO. 25-1. 5PP, 600V 


72982 


530-002 


CB20 


283-0010-00 






CAP.,FXD,CZR DIiO.OSUF, +100-20*, 50V 


56289 


273C20 


C840 


283-0010-00 






CAP.,FXD,CER DIiO.OSUF, +100-20*, SOV 


S62B9 


273C20 


C860 


283-0644-00 


BOlOlOO 


B069999 


CAP. ,FXD,HICA D:150PF,1*,500V 


00853 


D155E151F0 


CB60 


283-0640-00 


B070000 




CAP. ,FXO,HICA Dil60PF,l*,100V 


00853 


D151E161F0 


C880 


281-0603-00 






CAF.,FXD,CER DX : 39PF, 5* , 500V 


72982 


308-O00C0G039OJ 


C903 


281-0557-00 


BOlOlOO 


B049999X 


CAP.,FXD,CER DI:1.8PF. 104, 500V 


72982 


301-000C0K0189B 


C920 


283-0010-00 






CAP.,FXD,CER DXiO.OSUF, +100-204, 50V 


56289 


273C20 


C940 


283-0010-00 






CAF.,FXD,CER DX S0.050F, +100-204, 50V 


56289 


273C20 


C960 


283-0644-00 






CAP. ,PXD, MICA OilSOPF, 14,500V 


00853 


□15SB151F0 


C980 


281-0603-00 






CAP.,FX0,CER DX:39PF,5*,500V 


72982 


3OB-OOOC0GO39OJ 


ClOlO 


283-0002-00 






CAP.,FXD,CER DX;0.01UF, +80-204, SOOV 


72982 


811-S46E103Z 


C1012 


283-0002-00 






CAP.,PXD,CER DI:0.010F, +80-204, SOOV 


72982 


811-546E103Z 


C1020 


283-0002-00 






CAP.,FXD,CER DIsO.OlUF ,+80-204, SOOV 


72982 


811-546E103Z 


C1022 


283-0002-00 






CAP.,FXD,CEB DliO.OlOP ,+80-204, SOOV 


72982 


811-546E103Z 


CR130 


152-0321-00 






SEMICOND DEVtCEsSXLICOM,3SV,10CHA 


07263 


PSA14B0 


CRS07 


152-0141-02 






SB4IC0ND DEVICEsSXLIC0N,30V,lSC»lA 


07910 


1N41S2 


CR621 


152-0141-02 






SEMICOND DEVICE:SXLtCON,30V,lSOHA 


07910 


1N41S2 


CR631 


152-0141-02 






SEMICOND DEVICE:SILICON,30V,15C»U 


07910 


1N4152 


CR647 


152-0141-02 






SEMICOND DEVICEsSILIC<W,30V,lSOHA 


07910 


1N41S2 


CR720 


152-0141-02 






SEMICOND DEVICE:SILXCOH,30V,150MA 


07910 


1N41S2 


CReeo 


152-0141-02 






SB4ICOND DEVXC£:SILICON,30V,1SOHA 


07910 


1N41S2 


CR880 


152-0141-02 






SEMICC»ID 0EVICE:SILIC(XI,30V,15CHA 


07910 


1N4152 


CR960 


152-0141-02 






SB4ICCNID I^ICE:SXLICON,30V,150HA 


07910 


1N41S2 


CR980 


152-0141-02 






SEMICOND DEVICE:SXLXCON,3OV,150HA 


07910 


1N41S2 


JlO 


131-0679-00 


BOlOlOO 


B079999 


CONNECTOR.RCPT, :BIK: H/MARDWARE 


24931 


28JR168-1 


JIO 


131-0679-02 


BOSOOOO 




CONNECTOR, RCPT, :BHC H/HARDHARE 






L118 


108-0557-00 


BOlOlOO 


B069999X 


C0IL,RFi3SNH 


80009 


108-0557-00 


L370 


108-0420-00 


XBOSOOOO 


B089999X 


COIL,RFi60NB 


80009 


108-0420-00 


L770^ 


xxx-xxxx-xx 


BOlOlOO 


B049999X 








L860 


108-0311-00 






COIL,RFi0.18UH 






L880 


108-0311-00 






COIL.RFsO.ieUH 






L960 


108-0311-00 






COXL.RPiO.ieUH 






L980 


108-0311-00 






COIL,RFi0.18UH 






LR107 


108-0744-00 


BOlOlOO 


8069999X 


COXL.RF 18 INH (WOUND ON A 75 OHM RESISTOR) 






UU.11 


108-0745-00 


BOlOlOO 


8069999X 


COIL.RFillONH (HOUND ON A 130 OHM RESISTOR) 






LR701 


108-0407-00 


XB0624S4 




COIL.RF:37NK 






LR703 


108-0407-00 


XB 062454 




COIL,RFi37NK 






UUOlO 


108-0184-00 






COIL,RFi3.20H(HOUND ON A 100 OHM RESISTOR) 






UU020 


108-0184-00 






COIL,RFi3.2UH(HOUND ON A 100 OKM RESISTOR) 






Q140 


151-0367-00 


BOlOlOO 


B069999X 


TRAN5ISTORiSILIC0N,NPH,3BL PROM 3571TP 


80009 


151-0367-00 


glSOA.B 


151-1032-00 






TRANSISTOR : SILICON ,FET , DUAL 


17856 


DN399 


Q620 


151-0254-00 






TRAHSISTORiSILICON,HPN 


03508 


2NS308 



^Tast selected length of wire. 
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5720 


lSl-0341-00 






TRANSISTOR:SILICON,I(BH 


07263 


2N3S65 


Q730 


1S1-0341>00 






TRAtlSISTOR:SILICON,HPN 


07263 


2N3565 


Q820 














5640 














5860 


1S3-0606-00 






TRANSIST0R:SI1.IC0N,HPN, SELECTED 5UR0 






6680 

Q920 


lSl-0271-00 






TRANSISTOR :SILXCW,PN? 


01295 


SIW4504 


5940 


lSl-0271-00 






TRANSISTOR : SILICON , PNP 


01295 


SKA4504 


5960 


1S1>0321~00 






TRANSISTOR : SILICXm , PHP 


80009 


151-0221-00 


5960 


151-0221-00 






TRANSISTORiSILICW.PNP 


80009 


151-0221-00 


RlO 


315-0560-00 






RES.,FXO,COKP:56 OHH,S%,0.35H 


01121 


CBS605 


R13 


316-0101-00 






RES.,FXD.COMP<100 OHM, 10« ,0 . 25H 


01121 


CBlOll 


R102 


316-0105-00 






RES.,PX0,C0KPslN OHM,10«,0.2SH 


01121 


CB1051 


R104 


315-0560-00 






RES.,PXD,COMPi56 OKH,5t,0.2SN 


01121 


CB5605 


R106 


317-0330-00 


XB070000 




R£S.,PXO.COKP:33 OHM, (NON VALt'S) ,SEL 


01121 


BB330S 


RllO 


317-0470-00 


XB070000 




R£S.,FXD,C0HP:47 OHM,(NCK VALUE) ,SEL 


01121 


BB470S 


R114 


317-0220-00 


XB070000 




RES.,FXD,COMP:22 CN1M,(H0H VALUE) ,SEL 


01121 


BB2205 


RllS 


315-0430-00 


BOlOlOO 


B069999 


RES.,rXD,C0MP:43 OKM,5%,0.25H 


01121 


CS4305 


RllS 


315-0560-00 


B070000 




RES., FXD, COMP; 56 C«M,(HOK VALUE),SEL 


01121 


C85605 


Riie 


315-0330-00 


BOlOlOO 


B039999 


R£S.,FXD,CCMPt33 C«M,5%,0.25H 


01121 


CB3305 


uie 


315-0360-00 


B040000 


B069999 


RES.,rxD,COHP:36 OHM, (NON VALUE) ,SEL 


01121 


CB3605 


R118 


315-0750-00 


B070000 




RES.,FXD,C0MP:75 C«H, (NON VALUE) ,SEL 


01121 


CB7505 


R119 


317-0360-00 


XB070000 




RES.,FXD,COMP;36 OHM, (NOH VALUE) ,SEL 


01121 


BB3605 


R130 


321-0461-01 






RES.,FXD,FILM:1M OHM ,0. St ,0 . 125M 


75042 


CEATO-1004D 


R132 


316-0474-00 






RES. ,FXD,COKP:470K OHM, 10t,0. 2SW 


01121 


CB4741 


R133 


L 












R134 


315-0751-00 


BOlOlOO 


B069999 


RES.,FXD,C(»IP:750 OKM,St,0.2SH 


01121 


CB7515 


R134 


315-0471-00 


B070000 




RES.,FXD,C0MP!470 CWH,5t,0.25W 


01121 


CB4715 


R140 


315-0621-00 


BOlOlOO 


B069999 


RES. ,PXD,COHPi620 OKM,5t,0.2SW 


01121 


CB6215 


R140 


315-0201-00 


B070000 




RES.,FXD,COKP:200 OKM,5t,0.25M 


01121 


CB2015 


R142 


315-0132-00 


BOlOlOO 


B069999 


RES. ,FXD,COKP:1.3K OBK,5%,0.25H 


01121 


CB132S 


R142 


315-0621-00 


B070000 




RES. ,FXO,COKP:620 0HM,5t,0.25H 


01121 


CB6215 


IU44 


315-0221-00 


BOIOOOO 


B069999X 


R£S.,FXO,C0MP:220 CXIH,St,0. 2SH 


01121 


CB221S 


K145 


315-0560-00 


BOlOlOO 


B069999X 


RES. ,FXD,COHP:56 OHH,St,0.25H 


01121 


CB5605 


R150 


315-0200-00 






RES. ,FXD,C0HP:20 OHM,5t,0.25H 


01121 


CB200S 


R151 


315-0560-00 


BOlOlOO 


B069999X 


RES. ,FX0,C0KP:56 C«M,St,0.25H 


01121 


CB5605 


R1S2 


315-0200-00 






RES. ,FXD,amP:20 C«K,St,0.2SH 


01121 


CB2005 


R1S4 


316-0105-00 


BOlOlOO 


B069999X 


RES. ,FXD,COKFslK OHM , lOt , 0.2SH 


01121 


CB1051 


Rise 


315-0201-00 






RES. ,FXO,COMPi200 OH, 5t,0.2SH 


01121 


C82015 


R1S6 


315-0621-00 






RES. ,FXO,COKPi620 OHH,5t,0.25H 


01121 


CB6215 


R160 


311-1266-00 






RES. ,VAR,H0NWIR;10K OHM, 10%, 0 . 50W 


73138 


62PT-3S1-0 


R162 


315-0200-00 






R£S.,FXO,COKP:20 0HH,St,0.25W 


01121 


CB2005 


R164 


315-0562-00 






RES. ,FXD,COKP:S.6K OHM,5%,0.2SN 


01121 


CBS625 


R301 


316-0271-00 






RES. ,FXD,COHPi270 CWM, 10% , 0. 25W 


01121 


CB2711 


R303 


316-0271-00 






RES. ,FXD,COKP:270 OI«, 10%,0. 25M 


01121 


CB2711 


R30S 


315-0391-00 






RES. ,FXD,C0MP:390 OHK,5%,0.25H 


01121 


CB3915 


R307 


315-0391-00 






RES. ,FXO,COHP:390 0HM,5%,0.2SH 


01121 


CB3915 


R311 


315-0272-00 






RES. ,FXD,COH?:2.7K OKK,5%,0.25M 


01121 


CB272S 


R313 


315-0272-00 






RES. ,FXD,COMPt2.7K C»0<,S%,0.3SH 


01121 


CB2725 


R320 


323-0179-00 






RES. ,FXD,F1U(;715 OHH,1%,O.SOH 






R323 


323-0179-00 






RES.,FXD,FX1>1:715 OHM,1%,0.50N 






R327 


316-0822-00 






R£S.,FXD,COMPt8.2K OHM, 10%,0.25H 


01121 


CB6221 


R329 


316-0822-00 






RES.,FXD,CGKP:6.2K OHM, 10%,0.25H 


01121 


CB8221 


R331 


315-0242-00 


BOlOlOO 


B029999 


R£S.,FXO,COMP:2.4R OHM,5%,0.25M 


01121 


CB2425 


R331 


315-0182-00 


8030000 


B089999 


RES.,FXD,COHPil.6K OHM,5%.0.25H 


01121 


CB162S 



^S«l«ct«d and added If necaasary. 
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f031 


31S-0122-00 


B090000 




RES. ,FXD,C0KPil.2K ORK. (HOM VALUE] .SEL 


01121 


CB1225 


R332 


31S-0362-00 


BOlOlOO 


B029999 


RES.,FXD,COKP:3.6K OHK.5«,0.25W 


01121 


CB3625 


R332 


31S-06B2-00 


B030000 




RES. ,PXD,COKPs6.8K ORH,5«,0.25W 


01121 


CB6825 


R3SO 


316-0330-00 


XB040000 




RES.,rXD,CCKPi33 OHM,10« ,0. 25H 


01121 


CB3301 


R352 


316-0330-00 


XB040000 




RES.,FXD,COKP:33 OKH ,10% ,0. 25H 


01121 


CB3301 


R370 


311-1260-00 


XB050000 


B089999X 


RES. ,VAR,HONHIR;2SO ORH,lO%.0. SOW 


73138 


62PT-345-0 


R401 


321-0069-00 






RES. .FXO.FZtMiSl.l OHH,1%,0.12SH 


75042 


CEAT0-51R10F 


R403 


321-0069-00 






RES.,FXD,FtUti51.1 ««.1%.0.12SH 


75042 


CBATO-SIRIOP 


R405 


323-0139-00 






RES. ,FX0,FILHi274 OHK,1%,0.50U 


75042 


CECT0-2740F 


R411 


315-0202-00 






RES. ,FXD,CCHP:2K OHM,5%,0.25W 


01121 


CB2025 


R413 


311-1226-00 






RES. ,VAR,HDNMIR:2.5R OW , 20% , 0 . SOW 


80294 


3389F-P31-252 


R414 


316-0271-00 






RES. ,FXD,COKP:270 OSH, 10%,0. 2SH 


01121 


C82711 


R41S 


315-0302-00 






RES. ,FX0,C0KP>3K (X«,5%,0.25H 


01121 


CB3025 


R417 


315-0302-00 






RES. ,FXD,CCKP:3IC 0KH,5%,0.25W 


01121 


CB3025 


R419 


316-0681-00 






RES. ,FXD,COKP:680 OHM, 10%,0.2SH 


01121 


CB6811 


R420 


323-0198-00 






RES.,FXD,FIU4il.l3K OHH,1%,O.SOH 






R423 


323-0198-00 






RES. ,FXD,FIU4il.l3K C«M,1%,0.S0W 






R431 


315-0512-00 


BOlOlOO 


B029999 


RES. ,FXD,C0KP:5.1K OHH,5%,0.2SH 


01121 


CBS12S 


R431 


315-0202-00 


B030000 


B089999 


RES. ,FXD,C0HP:2X OKH,5%,0.2SH 


01121 


CB202S 


R431 


315-0182-00 


B090000 




RES. ,FXD,C0KP:1.8K OHK, (ttOH VALUE] , SEL 


01121 


CB1825 


R432 


316-0330-00 


XB040000 


B089999 


RES. ,FXD,COKP:33 CX1H, 10% ,0. 25H 


01121 


CB3301 


R432 


315-0101-00 


B090000 




RES.,FXO,COKP:100 ORM,5%,0.2SW 


01121 


CBIOIS 


R433 


316-0330-00 


XB040000 


B089999 


RES. ,FXD,C0HP:33 OHM ,10% ,0 . 25W 


01121 


CB3301 


R433 


315-0101-00 


B090000 




RES.,PXD,COHPxlOO OHM,5%,0.25W 


01121 


CBIOIS 


R434 


315-0162-00 


BOlOlOO 


B029999 


RES. ,FXD,CCMPsl.6K OHK,5%,0.2SW 


01121 


CB1625 


R434 


315-0911-00 


B030000 


B089999 


R£S.,FXC,COKP:910 OHM, 5% ,0. 25H 


01121 


CB9115 


R434 


315-0511-00 


B090000 




RES. ,FXD,C0HP:510 ORM,S%,0.25H 


01121 


CB5115 


R43S 


311-1259-00 






RES. ,VAR,K>NWtH:100 OHM ,10% ,0 . SOW 


80294 


3329P-L58-101 


R436 


311-1269-00 






RES. ,VAR,NOWW1:R:20X C«M,10% ,0. SOW 


73138 


62PT-352-0 


R440 


321-0069-00 






RES. ,FXD,FILH:51.1 OHM, 1% , 0. 125W 


75042 


CEATO-SIRIOF 


R442 


321-0069-00 






RES. ,FXD,F1LH:51.1 (»«, 1%, 0.12SW 


75042 


CEAT0-51R10F 


R4S1 


316-0822-00 






RES. ,FXD,C0KP!8.2K OHM, 10%,0. 25W 


01121 


CB8221 


R4S3 


311-1228-00 






RES. ,VAR,tKWWIRilOX OHM, 20% ,0. SOW 


80294 


3389F-P31-103 


RSOl 


321-0069-00 






RES. ,FXD,FIU<i51.1 OHM,1%,0.12SW 


75042 


CEAT0-51R10F 


R503 


321-0069-00 






RES. ,FXO,FIU1i51.1 OHM, 1%,0. 12SW 


75042 


CEATO-51R10F 


R50S 


323-0139-00 






RES.,FXD,FZU1:274 OKM,1%,0.50W 


75042 


CECT0-2740F 


RS07 


315-0562-00 






RES. ,FXD,CaHP:5.6K OHH,S%,0.2SW 


01121 


CB5625 


RSll 


315-0242-00 


BOlOlOO 


B039999 


RES. ,FXD,COKPt2.4K OHH,S%,0.25W 


01121 


CB2425 


R511 


315-0222-00 


B040000 




RES. ,FXD,COMP:2.2K OHM.5%,0.25W 


01121 


CB2225 


R513 


315-0201-00 






RES.,FXD,COn>:200 OHM,S%,0.25W 


01121 


CB201S 


R51S^ 


311-1421-01 






RES. ,VAR,N0IMIR:2.5X OHM , 10% ,0. SOW 






R516 


311-0091-00 






RES.,VAR,N0NWIR:1K OKH, 10%, 0. SOW 


01121 


W-3083E 


R519 


315-0202-00 






RES.,FXD,CCHP:2K OHH,5%,0.2SW 


01121 


CB202S 


R520 


323-0213-00 


BOlOlOO 


8069999 


RES.,FXD,FIU<:1.61K OHH,1%,O.SOW 


75042 


CECT0-1611F 


R520 


323-0203-00 


B070000 




RES.,FXO,FILM:1.27K OHK,1%,0.50W 


75042 


CECT0-1271F 


R523 


323-0213-00 


BOlOlOO 


8069999 


RES.,PXD,FIli1:1.61K OKM,1%,O.SOW 


75042 


CECT0-1611F 


R523 


323-0203-00 


8070000 




RES.,FXD,FILHil.27K OKK,1%,0.50W 


75042 


CECT0-1271F 


R531 


311-1260-00 






RES.,VAR,NOtMlR:250 OHM, 10% ,0. SOW 


73138 


62PT-345-0 


R534 


315-0562-00 






R£S.,FXD,COKP:S.6X C»1H,5%,0. 2SW 


01121 


C65625 


RS37 


315-0151-00 


BOlOlOO 


8089999X 


RES.,FXD,COKP:1SO OHK,5%,0.2SW 


01121 


C8151S 


R538 


315-0562-00 


BOlOlOO 


B029999 


RES.,FXO,CCHP:S.6X OKH,5%,0.2SW 


01121 


CB5625 


RS38 


315-0202-00 


B030000 


B089999X 


RES.,FXD,COHPt2K OHK,5%,0.2SW 


01121 


CB2025 


R540 


315-0431-00 






RES.,FXD.COKPi430 (»«, 5%, 0. 2SW 


01121 


C84315 


RS42 


315-0511-00 






RES. ,FXD,CGMP:S10 (MM , 5%, 0. 25W 


01121 


CBSllS 


R550 


316-0270-00 


BOlOlOO 


B049999 


RES. ,FXP,COHPt27 OHH, 10%, 0. 25W 


01121 


C82701 



^umish*d as a unit with SSIS. 
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R550 


316-0330-00 


6050000 


6069999 


RES.,FXD,CCHP:33 C«H, lOt ,0. 25W 


01121 


<33301 


RSSO 


315-0111-00 


6090000 




RES. .PXO.COMPtllO OHM,St,0.25H 


01121 


<31115 


R5S1 


316-0622-00 






RES.,FXD,C0MPi6.2K OKH, 10%,0. 25H 


01121 


CB6221 


R5S2 


315-0270-00 


8010100 


6049999 


RES. ,FXO,COKPl27 OHM,5t.0.25H 


01121 


C62705 


RS52 


316-0330-00 


6050000 


6069999 


RES. ,FXD,COKP:33 UK, 10%. 0.2SW 


01121 


C63301 


RS52 


315-0111-00 


6090000 




RES. .FXO.COKPillO OKK.5%,0.25W 


01121 


C8111S 


R5S3 


311-1226-00 






RES. ,VAR,NONHIR:10K OHK,20% ,0. 50H 


60294 


3389F-P31-103 


R576 


315-0152-00 






R£S.,FX0,C0HPil.5K 0RM,S%,0.25W 


01121 


CB1525 


RS21 


321-0223-00 






RES.,FXD,FIl>Is2.05K OHM. 1% ,0. 135H 


75042 


(XAT0-2051F 


R622 


321-0299-00 






RES. .FXD.FIU<il2.7K OHM, 1% ,0. 125W 


75042 


CEAT0-1272F 


R630 


315-0154-00 






RES.,FXD,C0HPil50K C»«,S%,0.35W 


01121 


(31545 


R631 


315-0753-00 






RES.,FXO.COMPi7SK OHH,5%,0.25M 


01121 


CB7S35 


R633 


315-0753-00 






RES.,FXO.COMPi75K ORM,5%,0.25H 


01121 


CB7535 


R634 


315-0154-00 






RES.,FX0.C0HP>1S0K (»«,S%,0.2SW 


01121 


CB1545 


R63S 


321-0344-00 






RES.,FXD,FILH:37.4K (WM , 1% ,0. 12SH 


75042 


<3AT0-3742F 


R636 


315-0154-00 






R£S.,FX0,C0MP:150R OHM,5%,0.25H 


01121 


(31545 


R639 


315-0753-00 






RES..FXD,C0MP:7SR OHM,5%.0.25W 


01121 


(37535 


R640 


315-0753-00 






R£S..FXO.COKP:7SK OKK,5%,0.2SH 


01121 


CB7535 


R642 


315-0513-00 






RES.,rX0,CQHP:51K OKH,5%,0.2SH 


01121 


(35135 


R643 


321-0344-00 






RES..FXD,FlU1i37.4K 0HM,1%, 0. 12SH 


75042 


CBAT0-3742F 


R645 


315-0154-00 






RES, ,PXD,COMP:1SOK O(K,S%,0.25W 


01121 


<31545 


R646 


315-0154-00 






RES..FXO,COMP:1SOK OHM , 5% ,0 .25H 


01121 


CB1S4S 


R647 


315-0133-00 






R£S..FXO,COHF:13K OHH,5%,0.25H 


01121 


<31335 


R648 


315-0154-00 






RES. .FXD.CCHPilSOK OHM, 5% ,0 . 2SH 


01121 


<31545 


R701 


321-0069-00 






RES. .FXD,FILK:51.1 OHM. 1%.0. 12SH 


75042 


CEAT0-51R10F 


R703 


321-0069-00 






RES..FXD,FILM:S1.1 OHM. 1% ,0. 125W 


75042 


(3AT0-51R10F 


R705 


321-0093-00 


6010100 


6069999 


RES, .FXD.FILM:90.9 OKK.1% ,0. 12SH 


75042 


CEAT0-90R90F 


R70S 


321-ooee-oo 


B070000 




R£S..FXD,FItM:80.6 OHM. 1%. 0. 125W 


75042 


CEAT0-60R60F 


R710 


315-0151-00 






RES.,FXD.COMP:150 (MM. 5% . 0 .2SH 


01121 


CB1S15 


R712 


315-0151-00 






RES.,FXD,CX»!P:1S0 OKM,5%.0.25M 


01121 


C31S1S 


R714 


315-0301-00 






RES. .FXD. 0X6:300 OHM,S%.0.2SW 


01121 


(33015 


R716 


315-0301-00 






RES.,FX&.(XIHP:300 OKM.5%.0,25W 


01121 


CB3015 


R7XB 


316-0333-00 






RES. ,FXD.CXMP:33K OHM. 10% .0.25H 


01121 


33331 


R720 


316-0472-00 






RES.,FXD.COHPi4.7X OHM. 10%. 0. 25H 


01121 


34721 


R721 


315-0152-00 






R£S..FXO.COMP:1.5K OHM.S%.0.25H 


01121 


31525 


R730 


315-0103-00 


6010100 


6049999 


R£S..FXD.C0KP:10K ORH,S%.0.2SH 


01121 


31035 


R730 


315-0153-00 


6050000 




RES. .FXD.<XKF:1SK OHH,5%,0.25H 


01121 


31535 


R732 


315-0103-00 


6010100 


6049999 


RES.,FXD.CeXP:10K OKH.5%,0.2SH 


01121 


31035 


R732 


315-0153-00 


6050000 




RES. .FXS.COMPilSK ORH,5%,0.25tr 


01121 


31535 


R734 


315-0431-00 


6010100 


6049999 


RES. .FXD.COMP:430 OtM,5%.0.25N 


01121 


34315 


R734 


315-0132-00 


6050000 




RES. .FXD.COKP>1.3K OHM . 5% ,0. 25H 


01121 


31325 


R736^ 


311-1320-00 






RES. .VAR,HOHHIR:SK OKM.10%.1W 






R740 


316-0330-00 


X6040000 


6062453 


RES. .PXD.COKP:33 ««. 10%. 0.25H 


01121 


33301 


R740 


315-0562-00 


6062454 


6069999 


RES..FXO.COKPi5.6K OHM.5%,0.25W 


01121 


35625 


R740 


315-0162-00 


6090000 




RES. .FXD.03KP:1.8K OHM. (HOH VALOE) .SEX. 


01121 


31625 


R742 


316-0330-00 


XB040000 


6069999 


RES. ,FXD.COHPi33 OHM. 10%.0.2SM 


01121 


33301 


R742 


315-0182-00 


6090000 




RES. ,FXD.COKP:1.6K (MM. (HCH VALUE] .SEL 


01121 


31625 


R750 


306-0552-00 






RES. .FXO.HW:750 OKM.l%,3H 






R752 


306-0552-00 






RES. ,FXO.HH:750 OHM.l%,3W 






R7S4 


315-0392-00 


6010100 


6029999 


RES. ,FXD.C0HP:3.9K OKH.5%.0.2SW 


01121 


33925 


R754 


315-0562-00 


6030000 


B0624S3 


RES..FXD.COKP:S.6X OHM.5%.0.25W 


01121 


35625 


R754 


316-0330-00 


6062454 


B069999X 


RES..rX0.C0MPi33 OHM . 10%,0. 25H 


01121 


33301 


R756 


311-1259-00 






RES..VAR.HOt(HIR:100 OHM. 10%. 0. SON 


60294 


3329P-L56-101 


R757 


315-0751-00 


6010100 


6029999 


RES..FXO.COHP;750 OKM.5%.0.2SH 


01121 


37515 


R757 


321-0181-00 


6030000 




RES. .FXD.FILH:750 OHM .1%. 0. 125H 


75042 


3AT0-7500P 



burnished «s a unit with S736. 
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Electrical Parts List— 7A16A 



Tektronix Serial/Model No. Mfr 



Ckt No. 


Port No. 


Eff 


Dscont 


Nome & Description 


Code 


Mfr Port Number 


R75S 


315-0751-00 


BOlOlOO 


B029999 


RES. ,PXD,COKPi750 OHK,St,0.25M 


01121 


CB7515 


R750 


321-0181-00 


B030000 




RES. ,FXD,FItM:750 OHM, It ,0. 125H 


75042 


CEAT0-7500P 


R760 


315-0122-00 






R£S.,PX0,CCMPil.2K 0KH.St,0.25M 


01121 


CB1225 


R770 


311-0622-00 


BOlOlOO 


B049999X 


RES. .VARrHOflCIRilOO <X« ,10t,0 . 50H 


80740 


62-53-5 


R802 


315-0560-00 






RES.,PXC,COMPi56 <»«,S%,0.25W 


01121 


CB5605 


R0O4 


315-0560-00 






RES.,PXD,CCKP:S6 OHM,S%,0.2SH 


01121 


CB5605 


RB06 


308-0406-00 






RES. ,PX0,HH;1.2K C»n,lt,3H 






RB08 


300-0406-00 






RES.,PXD,HH:1.2K OHK,lt,3W 






R02O 


315-0431-00 






R£S.,PXD,C0HPi430 OHM,5t,0.25W 


01121 


CB4315 


R022 


321-0230-00 






RES..P)CD,FlU4i2.43K OHM. lt,0.125H 


75042 


CEAT0-2431F 


RS24 


321-0097-00 






RES.,PXO.PIU<aOO OHK,lt,0.125H 


75042 


CEATO-IOOOP 


RS20 


316-0271-00 






RES. ,FXD,CCMP>270 OHM,10t.O.25M 


01121 


CB2711 


R029 


321-0148-00 






RES.,PXD,PIU<:340 CW4,lt,0.125H 


75042 


CEATO-3400F 


R03O 


316-0271-00 






R£S..PXO,CCKRi270 mH,10t,0.25H 


01121 


CB2711 


R032 


321-0230-00 






RES.,PXD,FILKt2.43K OHM, 1%,0.125H 


75042 


CEATO-2431F 


R034 


321-0097-00 






RES.,PXD,PIIX:100 CXIK ,lt ,0. 125H 


75042 


CEATO-IOOOP 


R04O 


315-0431-00 






RES. ,FXD,COHRi430 OHM,St,0.2SW 


01121 


CB4315 


R846 


315-0111-00 






RES.,PXD,COHRillO OKH,5t,0.25H 


01121 


CBlllS 


R06O 


316-0470-00 






RES.,PXO,COHRi47 OHK,10t,0.25N 


01121 


CB4701 


R880 


316-0470-00 






R£S.,PXO,COHP:47 C4M.10%,0. 25H 


01121 


CB4701 


R890 


323-0193-00 






RES.,PXD,PILH:1K GKK,lt,0.5N 


75042 


CECTO-IOOIF 


R092 


323-0193-00 






RES.,PXO,FILHilK 0HM,lt,0.5H 


75042 


CECTO-IOOIP 


R902 


315-0560-00 






RES. ,FXD,COHPiS6 OHM,St,0.25N 


01121 


CB560S 


R904 


315-0560-00 






RES. ,FXD,COHP:56 OHH,St,0.2SH 


01121 


CBS60S 


R906 


308-0304-00 






RES. ,PXD.tW:1.5K OHM,lt,3H 






R908 


308-0304-00 






RES. ,PXD,fW:1.5K ORM,lt,3W 






R920 


315-0431-00 






RES.,PXD,CCMP:430 OHM, 5%,0. 2SVT 


01121 


CB4315 


R928 


316-0271-00 






RES, ,FXD,COMP:270 OHM, lOt ,0. 2SH 


01121 


CB2711 


R930 


316-0271-00 






RES. ,PXD,COHP:270 OHH,10t, 0. 2SH 


01121 


C82711 


R940 


315-0431-00 






R£S.,PXD,C0HP:430 m!M,St,0.2SW 


01121 


CB431S 


R946 


315-0111-00 






RES. ,PXD,CWPxllO OKH,5t,0.25H 


01121 


CB1115 


R960 


316-0470-00 






RES. ,FXO,COMP:47 OKH,10t,O.25W 


01121 


CB4701 


R980 


316-0470-00 






RES. ,PXD,COMPs47 OHM, lOt ,0.25H 


01121 


CB4701 


R990 


323-0212-00 






RES.,FXD,FILH:1.SB OHM.lt.O.SOU 


75042 


CECT0-1581P 


R992 


323-0212-00 






RES.,PXD,PIIM:1.58 OHH,lt,0.50H 


75042 


CECT0-1581P 


RlOlO 


316-0470-00 






RES.,PXD,COHP:47 OHM, 10%,0.25H 


01121 


CS4701 


R1012 


316-0470-00 






RES.,PXD,CC»a>;47 OKH, lOt ,0.25H 


01121 


CB4701 


RT334 


307-0127-00 






RES. , THERMAL : IX ORM,lt 


50157 


2D1596 


RT539 


307-0125-00 






RES. ,THERHALi500 OHM, 10%, 25 OEG C 


50157 


2D1595 


S22A,B 


260-0816-00 






SWITCH , SLIDE t DROT, 0 . 5A , 12SVAC 


79727 


CF-126-0012A 


S32 


260-0816-00 






SWITCH ,SLIDE : DPDT , 0 . 5A , 125VAC 


79727 


GF-126-0012A 


SXOOA^ 








AC/OID/DC 






SIOOB^ 








VOLTS/DIV 






8515^ 








VARIABLE 






0736^ 








INDBHTIFY 






T13 


120-0304-00 






XPKR,TCROIDi3 TDRMS SINGLE 


80009 


120-0304-00 


T301 


120-0286-00 






XFKR,TCROXD:2 TURKS, BIPILAR 


80009 


120-0286-00 


U350^ 


155-0078-05 


BOlOlOO 


B029999 


MICROCIRCUIT, LI iKL.VERT AMPL,SEL 


80009 


155-0078-05 


U3S0 


155-0070-01 


B030000 




MICROCIRCUIT,LI:ML,VERT ANPL.SEL 


80009 


155-0078-01 


U4S0 


155-0078-07 


BOlOlOO 


B029999 


MICROCIRCUIT, LI:ML, VERT AKPL.SEL 


80009 


155-0078-07 


0450® 


155-0078-03 


BO 30000 




MICROCIRCUIT, L1:ML, VERT AHPL,SEL 


80009 


155-0078-03 


USSO 


155-0078-07 


BOlOlOO 


B029999 


HICROCIRCUIT,U:ML,VERT ANPL.SEL 


80009 


155-0078-07 


USSO® 


155-0078-03 


B030000 




HICROCIRCUlT.LIiKL.VERT AKPL.SEL 


80009 


155-0078-03 


0750 


155-0078-07 


BOlOlOO 


B029999 


MICROCIRCUIT, LI iNL.VERT AKPL.SEL 


80009 


155-0078-07 


U75o5 


155-0078-03 


B030000 




MICROCIRCUIT, LI:HL,VERT AMPL.SEL 


80009 


155-0078-03 



^Sa« Hechanicel Parts List for replacment parts. ^lSS-0078-01, *03> -04, -05 or -07 may be used. 
^Furnished as a unit with R515. »155-OO70-OO, -03, -04 or -07 nay be used. 

^Furnished as a unit with R736. 
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7A16A 

SECTION 7 

DIAGRAMS AND CIRCUIT BOARD ILLUSTRATIONS 



Symbols and Reference Designators 

Electrical components shown on the diagrams are in the following units unless noted otherwise: 

Capacitors ° Values one or greater are in picofarads (pF). 

Values less than one are in microfarads (pF). 

Resistors = Ohms (J2) 

Symbols used on the diagrams are based on USA Standard Y32.2-1967. 

Logic symbology is based on MIL-STO-806B in terms of positive logic. Logic symbols depict the logic function performed 
and may differ from the manufacturer's data. 

The following special symbols are used on the diagrams; 




External Screwdriver adjustment. 



External control or connector. 



Clockwise control rotation in direction of arrow. 




Refer to diagram number indicated in diamond. 

Refer to waveform number indicated in hexagon. 
Connection soldered to circuit board. 

Connection made to circuit board with interconnecting pin. 
Blue tint encloses components located on circuit board. 



P/0 circuit board 



The following prefix letters are used as reference designators to identify components or assemblies on the diagrams. 



A 


Assembly, separable or repairable (circuit board, etc.) 


LR 


IrvJuctor/resistor combination 


AT 


Attenuator, fixed or variable 


M 


Meter 


B 


Motor 


Q 


T ransistor or silicon-controlled rectifier 


BT 


Battery 


P 


Connector, movable portion 


C 


Capacitor, fixed or variable 


R 


Resistor, fixed or variable 


CR 


Diode, signal or rectifier 


RT 


Thermistor 


OL 


Delay line 


S 


Switch 


OS 


Irtdicating device (lamp) 


T 


Transformer 


F 


Fuse 


TP 


Test point 


FL 


Filter 


U 


Assembly, inseparable or non-repairable (integrated 


H 


Heat dissipatirtg device (heat sink, heat radiator, etc.) 




circuit, etc.) 


HR 


Heater 


V 


Electron tube 


J 


Connector, stationary portion 


VR 


Voltage regulator (zener diode, etc.) 


K 


Relay 


Y 


Crystal 


L 


Inductor, fixed or variable 
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7A16A Diagrams 
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7A16A Amplifier Board. SN B050000-up. 




cnso7 



'C, C334 

« H331 B332 
R320 

R323 C332 U350 

C331 
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R329 
R327 
R405 

R434 R401 

C436 C431 R419 

R420 ^ 

R423 C435 U460 

R442 
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REV. JAN 1974 

7A16A Ampiifiar Board, Balow SN B050000. 



"See Pans Liat for 
serial number ranges. 



Located on beck of board. 
•R350 
•R3S2 

• R432 

• R433 

• R740 

• R742 




ui>i'iel i’.' i.TROr. JC All Higiii. Re ' 'ved 




«C144 



C190 C1S4 



R142 



Cl 30 




R151 



R162 



R164 

R160 



R150 R1521 
Q1S0 



C158 



CR130 



£^32 





Q 

REV. C. SEPT 1974 

7A16A Attenuator Board, SN BOSOOOO-up. 7A16A Attenuator Board, below SN BOSOOOO. 



R156 

Rise 




iPd-ftBlTYl 
• UP 



■?i2 RIO SIS 



IkTTENUATOR SOAOD 

1. CLOSVRt DOT INOICATtS A COKTACTS CLPStO. S CONTACTS OPEN. 

2. 6 CONTACTS AR6 ON CAM SIPE Of eOARD. 

3. SWITCH SHOWN IN AC POSITION. 

« ATTENUATOR ► 



-INPUT SOURCE POLLOWER- 





B303 POLARITY APIPUFIEB 



2-7 k B-J07 
sVv I 
R306 : R30i 



I^C.1 

ft 



"cu&^ — — 



[^j 




b| k5 
• 0|0 -110 
cm 




CISC ,r 
0.2 - >•‘5 1 



Rl52 

ATO< 



Cl34, 

02-lS / 



I r.osi: . 

Ts/sJa] 



O/SOP^ \ 




R320 

715 






1 


cs*4 

If 


1 X 

Tos3J 

X,0.i 


1 RW9 

i li 

I.IK 




?V 


CSSl 


RTS3- 


■ra' 


<5*L1 
_ _/VV*W^ 


,irtf 








R323 






cise 

RJS4. I<>r 

ri55i 

-ISV 



. CISC. 

iLooi 



(SB161 ►- - 



I >■&./ 

L Bfe R£ADOUT BOARP 



CCAU iN> 

ggi>n 



!.s V ivoa&/pi^ 

I 

^ NOTES : 

5 

. CLOSURE t>OT INDICATES A COKTACTS CUO&eOj 

fe CONTACTS OPEN, 

2. A CONTACTS ARE ON SIDE OP OOARD. 

i, SWITCH SHOWN IN 5 mV POSITION. 



1. ALLVOlTA&ES ARE „/ 
DECOUPUEO. SEE ^ '*'C 
FOR PETAILS. 

2. ♦ NOT OECOUPLEP 

3. • COMPONENT IS PART 

OF CIRCUIT BOARP a 



PROSE 
lOENTIFT 
to CR720 
R4I3: 

2.6K 

2X 
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S.OKi R4I7 
I J.ok 



U450‘^Ei^ 
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a^20 
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I 

I I ^ 
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'-*<.T70 J HF 
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SL 
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rAti 
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;S.4Sk 100 



CRSeov R840 

T 430 I 



S32 

JkOWlOTHl 



(WOt. ^ 

0920 



' R9t>0 LRbO 

47 180 nH 

Mwl CS>&oJ 



FROM , 
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■fC> A 



673fr 

UPENTLFVI -I? 



CSV. O, SEPT. 1974 



ATTENUATOR/AMPLIFIER 
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7A16A Readout Board. 
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Section 8-7A16A 



REPLACEABLE 
MECHANICAL PARTS 



PARTS ORDERING INFORMATION 

Replacement parts are available from or tbrougb your local 
Tektronix, Inc. Field Office or representative. 

Changes to Tektronix Instruments are sometimes made to 
accommodate Improved components as they become available, 
and to give you the benefit of the latest circuit improvements 
developed In our engineering department. It is therefore 
Important, when ordering parts, to Include the following 
Information in your order- Part number. Instrument type or 
number, serial number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or 
improved part, your local Tektronix, Inc Field Office or 
representative will contact you concerning any change In part 
number. 

Change information, if any, is located at the rear of this 
manual. 

SPECIAL NOTES AND SYMBOLS 

XOOO Part first added at this serial number 

OOX Part removed after this serial number 

FIGURE AND INDEX NUMBERS 

Items in this section are referenced by figure and index 
numbers to the illustrations 



INDENTATION SYSTEM 

This mechanical parts list is Indented to indicate Item 
relationships. Following is an example of the Indentation system 
used In the description column 

1 2 3 4 S Name & Descripilon 

Azsambly and/or Comportani 

AUaching parrs for Aasamb/y and/or Componeni 

Datait Pan of rksse/nOfy and/or Cornponam 
AUachmg parts for DataH Pan 

Pans of Daiaii Pan 

Aliacftrng pans for Paris of Datail Part 



Attaching Parts always appear in the same indentation as 
the Item It mounts, while the detail parts are indented to the right. 
Indented Items are part of, and included with, the next higher 
indentation The separation symbol indicates the end of 

attaching parts. 

Attaching parts must be purchased separalety, unless otherwise 
specified. 

ITEM NAME 

In the Parts List, an Item Name Is separated from the 
description by a colon (:). Because of space limitations, an Item 
Name may sometimes appear as Incomplete. For further Item 
Name identification, the U.S. Federal Cataloging Handbook H&-1 
can be utilized where possible. 



ABBREVIATIONS 



- 


INCH 


ELCTRN 


ELECTRON 


IN 


INCH 


SE 


SINGLE END 


■ 


NUMBER SIZE 


ELEC 


ELECTRICAL 


INCAND 


INCANDESCENT 


SECT 


SECTION 


ACTR 


ACTUATOR 


ELCTLT 


ELECTROLYTIC 


INSUL 


INSULATOR 


SEMICOND SEMICONDUCTOR 


ADPTR 


ADAPTER 


ELEM 


ELEMENT 


INTL 


INTERNAL 


SHLD 


SHIELD 


ALIQN 


AilONMENT 


EPL 


ELECTRICAL PARTS LIST 


lphlor 


LAMPHOLDER 


SHLOR 


SHOLA.DEREO 


AL 


AUIMINUM 


EOPT 


EQUIPMENT 


MACH 


MACHINE 


SKT 


SOCKET 


ASSEM 


ASSEMBLED 


EXT 


EXTERNAL 


MECH 


MECHANICAL 


SL 


SLIDE 


ASSY 


ASSEMBLY 


FIL 


FILLISTER HEAD 


MTG 


MOUNTING 


SLFLKQ 


SELF-LOCKING 


ATTEN 


ATTENUATOR 


FLEX 


FLEXIBLE 


NIP 


NIPPLE 


SLVG 


SLEEVING 


AWG 


AMERICAN WIRE GAGE 


FLH 


FLAT HEAD 


NON WIRE 


NOT WIRE WOUND 


SPR 


SPRING 


60 


BOARD 


FLTR 


FILTER 


oeo 


ORDER BY DESCRIPTION 


SO 


SQUARE 


6RKT 


BRACKET 


FR 


FRAME 01 FRONT 


OD 


OUTSIDE DIAMETER 


SST 


STAINLESS STEEL 


BRS 


BRASS 


F8TNR 


FASTENER 


OVH 


OVAL HEAD 


STL 


STEEL 


6RZ 


BRONZE 


FT 


FOOT 


PH BRZ 


PHOSPHOR BRONZE 


sw 


SWITCH 


e$HO 


BUSHING 


FXO 


FIXED 


PL 


PLAIN or PLATE 


T 


TUBE 


CAB 


CABINET 


QSKT 


GASKET 


PLSTC 


PLASTIC 


TERM 


TERMINAL 


CAP 


CAPACITOR 


HOl 


HANDLE 


PN 


PART NUMBER 


THO 


THREAD 


CER 


CERAMIC 


HEX 


HEXAGON 


PNH 


PAN HEAD 


THK 


THICK 


CHAS 


CHASSIS 


HEX HD 


HEXAGONAL HEAD 


PWR 


POWER 


TNSN 


TENSION 


CKT 


CIRCUIT 


HEXSOC 


HEXAGONAL SOCKET 


RCPT 


RECEPTACLE 


TPQ 


TAPPING 


COMP 


COMPOSITION 


HLCPS 


HELICAL COMPRESSION 


RES 


RESISTOR 


TRH 


TRUSS HEAD 


CONN 


CONNECTOR 


HLEXT 


HELICAL EXTENSION 


ROD 


RIGID 


V 


VOLTAGE 


COV 


COVER 


HV 


HIGH VOLTAGE 


RLF 


RELIEF 


VAR 


VARIABLE 


CPtO 


COUPLINO 


iC 


INTEGRATED CIRCUIT 


RTNR 


RETAINER 


W/ 


WITH 


CRT 


CATHOOE RAY TUBE 


ID 


INSIDE DIAMETER 


SCH 


SOCKET HEAD 


WSHR 


WASHER 


DEG 


DEGREE 


■DENT 


IDENTIFICATION 


SCOPE 


OSCILLOSCOPE 


XFMR 


TRANSFORMER 


own 


DRAWER 


■MPLR 


IMPELLER 


SCR 


SCREW 


XSTR 


TRANSISTOR 
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Mechanical Parts List— 7A16A 



CROSS INDEX MFR. CODE NUMBER TO MANUFACTURER 



MFR.CODE 



MANUFACTURER 



ADDRESS 



CITY.STATEpZIP 



ooooc 


Gattlg Enginaaring and Manufacturing Co. 




00779 


AKP, Inc. 


P. 0. Box 3608 


06261 


Spactra>Strlp Corp. 


7100 Laa^aon Ave. 


12360 


Albany Producta Co., Div. of Pnawao 






Dynanica Corp. 


351 Connecticut Ave. 


13257 


Amaraee Ltd, 


10 Sana Park Dr. 


22526 


Barg Blactxonica, Inc. 


Youk Expreaaway 


23499 


Gavltt Wira and Cabla, Divlaien of 






RSC Induatriaa, Inc. 


455 N. Quince St. 


24931 


Specialty Connector Co., Inc. 


3560 Hadiaon Ave. 


42836 


National Rivet and Kfg. Co. 


1-21 Baat Jafferaon St 


70276 


Allan Kfg. Co. 


P. 0. Drawer 570 


70278 


Allied Steal and Cenvayora, Div. of 






Sparton Corp. 


17333 Haaly 


73743 


Piachar Special Kfg. Co. 


446 Morgan St. 


74445 


Holo-Kroate Co. 


31 Brook St. Heat 


76189 


llllnola Tool Horka, Inc. 






Shakaproof Divlaion 


St. Charlaa Road 


79727 


C-H Induatriaa 


550 Daviavllla Rd. 


80009 


Tektronix, Inc. 


P, 0. BOX 500 


63365 


Central Screw Co. 


2530 Creacent Dr. 


67308 


N, L. Induatriaa, Inc., Southern Screw 






Div. 


p. 0. Box 1360 


97464 


Induatrial Retaining Ring Co. 


57 Cordier St. 



Springmlll, PA 1«S7S 
Haxrlaburg, PA 17105 
Cardan Creve, CA 92642 

South NorwalX, CT 06656 
MarAhan, Ontario, Canada 
Kaw Cunbarland, PA 17070 

Cacondldo, CA 92025 
Indlanapolia, IN 46227 
Haupun, HI 53963 
Hartford, CT 06101 

oatroit, HI 46212 
Cincinnati, OH 45206 
Hartford, CT 06110 

Elfin, XL 60120 
Harmlnater, PA 18974 
Beaverton, OR 97077 
Broadview, IL 60153 

Stateavllle, NC 26677 
Irvington, NJ 07111 
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Mechanical Parts List— 7A16A 



FieURE 1 EXPLCSED 



Fig. & 

Index 

No. 


Tektronix 
Port No. 


>erial/Model No. 
;ff Oscont 


Qty 


' 2 » » » Nome & Description 


Mfr 

Code 


Mir Port Numbe 


1-1 


366-10S9-00 




1 


PUSH BUTTON :ORAY 


80009 


366-1059-00 


-2 


366-1077-00 




1 


KNOB :GRAY 


80009 


366-1077-00 




213-0153-00 




1 


. SETSCREH:5-40 X 0.125 INCH.HEX SOC STL 


74445 


OBD 


-3 


366-1166-00 




1 


KNOB:RED 


80009 


366-1166-00 




213-0153-00 




1 


. SETSCREW: 5-40 X 0.125 INCH.HEX SOC STL 


74445 


OBD 


-4 


366-1299-00 




1 


KHOB;GRAY 


80009 


366-1299-00 




213-0153-00 




1 


. SETSCREW:5-40 X 0.125 INCH.HEX SOC STL 


74445 


OBD 


-5 


366-0215-02 




1 


lOiOBiLEVER SWITCH 


80009 


366-0215-02 


-6 


366-1058-42 




1 


mOB, LATCH: 


80009 


366-1058-42 










(ATTACKING PARTS) 






-7 


214-1095-00 




1 


PIN,SPG,SPLITi0.094 00 X 0.187 INCK LONG 


13257 


52-022-094-0187 


-e 


105-0076-00 




1 


REL BAR.LATCHiPLUG-XN UNIT 


80009 


105-0076-00 


-9 


214-1280-00 




1 


SPRING, HLCPStO. 14 OD X 1. 126'L.0. 16”DIA W 


80009 


214-1280-00 


-10 


348-0235-00 




2 


SHLD CS)CT,SLEC:4.734 INCH LONG 


80009 


346-0235-00 


-11 


358-0378-00 




1 


BUSHING, SLEEVE:PRESS MOUNT 


80009 


358-0378-00 


-12 


333-1591-00 




1 


PANEL.FRONT: 


80009 


333-1591-00 


-13 


131-0679-00 


BOlOlOO B079999 


1 


CCKNECTOR.RCPT, :BHC W/HARDWARE 


24931 


28JR168-1 




131-0679-02 


8080000 


1 


CmHECTOR,R£PT, :BNC W/HAROWARE 


24931 


28JR270-1 










(ATTACHING PARTS) 








210-1039-00 XB080000 


1 


WASHER, LOCKtIHTL, 0.521 ID X 0.625 OD.STL 








220-0497-00 


XBOeOOOO 


1 


HUT, PLAIN, HEXrO. 500-28 X 0.562 INCH.BRS 






-14 






1 


RESISTOR, VAR: (SEE R736/S736 EPL) 














(ATTACHING PARTS) 






-IS 


210-0583-00 




1 


HUT. PLAIN, HEX. :0. 25-32 X 0.312 INCH,BRS 


73743 


2X20319-402 


-16 


210-0046-00 




1 


HASHER, L0CK;INTL,0. 26 ID X 0.40" !»,STL 


78169 


1214-05-00-0541C 


-17 


260-0816-00 




2 


SWITCH , SLIDE sDPDT , 0 . SA , 125VAC 


79727 


GP-126-0012A 










(ATTACHING PARTS FOR EACH) 






-18 


211-0030-00 




2 


SCREW, HACHINE;2-56 X 0.25’82 DEG,FLH STL 


83385 


OBD 


-19 


210-0405-00 




2 


HUT, PLAIN, HEX. :2-56 X 0.188 INCH.BRS 

. • • • • ^ 


73743 


2X12157-402 


-20 


386-1447-54 




1 


SUBPANEL, FRONT: 


80009 


386-1447-54 










(ATTACHING PARTS) 






-21 


213-0192-00 




4 


SCR,TPG,THD FORs6-32 X 0.50 INCH.PNH STL 


87308 


OBD 


-22 


384-1165-00 




1 


EXTENSION SHAFT:?. 80 L X 0.124 OD 


80009 


384-1165-00 


-23 


200-1442-00 




1 


COVER, ATTEH CHAS: 


80009 


200-1442-00 










(ATTACHING PARTS) 






-24 


211-0007-00 




4 


SCREW,MACKIHE:4-40 X 0.188 INCH.PNH STL 


03385 


OBD 


-25 


210-0994-00 




4 


WASHER, FLATtO. 125 ID X 0.25" OD.STL 


63385 


OBD 


-26 


337-1716-00 




1 


SHIELD. ELEC: 


80009 


337-1716-00 










(ATTACHING PARTS) 






-27 


213-0055-00 




1 


SCR,TPG,THD FOR:2-32 X 0.188 INCH.PNH STL 


83385 


OBD 


-28 


407-1172-00 




1 


BRXT.CKT BOARD: 


80009 


407-1172-00 










(ATTACHING PARTS) 






-29 


211-0008-00 




2 


$CREW,KACHIHE:4-40 X 0.25 INCH.PNH STL 


83385 


060 


-30 


210-0586-00 




1 


NUT,PLA1N,EXT W:4-40 X 0.25 INCR.STL 


78189 


OBD 




672-0051-00 


BOlOlOO B059999 


1 


err BOARD ASSY:ATTENUATOR/RZADOUT 


80009 


672-0051-00 




672-0051-01 


B060000 B079999 


1 


CKT BOARD ASSY :ATTm>ATOR/READCUT 


80009 


672-0051-01 




672-0051-02 


B080000 


1 


err BOARD ASSY:ATTEHUATOR/R£ADOUT 


80009 


672-0051-02 




_____ _____ 




_ 


. EACH CKT BOARD ASSY INCLUDES : 






-31 


_____ _____ 




1 


. OCT BOARD ASSY ;ATTENUATOR (SEE A1 EPL) 






-32 


129-0299-00 




4 


. . POST,ELEC-MECH:HEX, 0.333 INCH LONG 


80009 


129-0299-00 










(ATTACHIHC PARTS FOR EACH) 






-33 


210-0004-00 




1 


. . WASHER, LOCKtINTL, 0.12 ID X 0.26"OD,STL 


78189 


1204-00-00-0541C 




210-0406-00 




1 


. . NUT.PLAIN.BEX. :4-40 X 0.18S INCH.BRS 


73743 


2X12161-402 


-34 


131-1030-00 




10 


. . CONTACT ASSY,EL:CAH SWITCH , BOTTOM 


80009 


131-1030-00 


-35 


131-1031-00 




10 


. . CWTACT ASSY,BL:CAM SWITOJ.TOP 


60009 


131-1031-00 


-36 


210-0799-00 




10 


. . EYELET, HETtO. 183 X 0.362 W 
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Mechanical Parts List— 7A16A 



FIGURE 1 EXPLODED (COOT) 



Fig. & 
Index 
No. 


Tektronix : 
Pori No. 1 


Seriol/Model No. 
EH Dscont 


Qty 


1 


2 ^ Nome & Description 


Mfr 

Code 


Mfr Part Number 


1-37 


136-0252-01 






14 




. C»ITACT,ELECt0.176 INCH UMG 


00779 


1-332095-2 




136-0333-00 






2 




. CONTACT,ELEC:0.138 INCH LONG 


00779 


1-331677-4 


-38 


337-1406-00 






1 




. SHLD,ELECTRICAL:CAH COimCTS 


80009 


337-1406-00 


-39 


131-0707-00 






2 




. CONTACT.ELECi0.46''L,22-26 AHG HIRE 


22526 


47439 


-40 


352-0169-00 






1 




. HOLDER, 1ERH.CONi2 HIRE BLACK 


80009 


352-0169-00 


-41 


175-0825-00 






FT 




. HIRE,ELECTRICAL>2 HIRE RIBBON 


23499 


TEK-175-0825-00 














(ATTACKING PARTS FOR CKT BD) 






-42 


211-0001-00 






3 




SCREH,HACHINE:2-S6 X 0.25 INCH.PNH STL 


83385 


OBD 


-43 


210-0053-00 






3 




HASHER, LOCKiItm., 0.092 ID X 0 .175''00,STL 


83385 


OBD 


-44 


210-0405-00 






3 




NUT, PLAIN, HEX. i2'S6 X 0.188 INCH,BRS 


73743 


2X12157-402 


-45 


441-1097-00 






1 




CMAS,PL-IN UNITi 


80009 


441-1097-00 














(ATTACHING PARTS) 






-46 


211-0097-00 






2 




SCREH,MACHINEs4-40 X 0.312 INCR.PHK STL 


83385 


OBD 


-47 


210-0004-00 






2 




HASHER, LOCKtIHTL, 0.12 ID X 0.26‘00.$TL 


78189 


12O4-00-00-0S41C 




210-0406-00 






2 




NUT,PLAIN,KEX. ;4-40 X 0.188 INCH,BRS 


73743 


2X12161-402 


-46 


131-0907-00 






2 




ONITACT.ELEC: 


80009 


131-0907-00 


-49 


105-0243-00 






1 




ACTVATOR.SHITCH: 


80009 


105-0243-00 














(ATTACHING PARTS] 






-SO 


213-0214-00 






1 




SCREH,CAP 8CRi2-S6 X 0.37S"HEX HD STL 
_______ 


70278 


OBD 




263-1018-00 


XB060000 


B079999 


1 




ACTR ASSY, CRH S: 


80009 


263-1018-00 




263-1018-01 


B080000 




1 




ACTA ASSY, CAM S: 


80009 


263-1018-01 


-51 


354-0391-00 


BOlOiOO 


B059999 


2 




. RtNG,AETAINIHG:0,39S*FREE ID X 0.025" STL 


97464 


3100-43-CD 




354-0390-00 


B060000 




1 




. RING, RETAINlNGsO. 338 FREE ID X 0.025 STL 








354-0443-00 


B060000 




1 




. RING, RETAINlNGsO. 338 FREE ID X 0.025 STL 






-52 


131-0963-00 






2 




. CONTACT,EL£C:GROUHDIHG 


80009 


131-0963-00 


-S3 


401-0081-02 


BOlOlOO 


B059999 


2 




. BEARING, CAM SHsFRONT 


80009 


401-0081-02 




401-0180-00 


B060000 


B079999 


2 




. BEARING,CAH SH: 


80009 


401-0180-00 




401-0180-02 


B080000 




1 




. BEARING, CAM SHi 


80009 


401-0180-02 




401-0180-01 


B080000 




1 




. BEARING, CAM SH; 


80009 


401-0180-01 














(ATTACHIM3 PARTS) 






-54 


211-0116-00 






2 




. SCR,AS5EH HSHR;4-40 X 0.312 INCH,PNE BRS 


83385 


OBD 


-55 


210-0406-00 






2 




. NUT, PLAIN, HEX. :4-40 X 0.188 INCH, BRS 

• • A * a « M 


73743 


2X12161-402 


-56 


214-1139-00 






_ 




. SPRING, PLATsGOLD COLORED 


80009 


214-1139-00 




214-1139-02 






- 




. SPRING, FLATsGREBN COLORED 


80009 


214-1139-02 




214-1139-03 






- 




. SPRING, FlATsRED COLORED 


80009 


214-1139-03 


-57 


214-1127-00 


BOlOlOO 


B0S9999 


4 




. ROLIZR,DEIENT:0.12S DIA X 0.125 INCH L 


80009 


214-1127-00 




214-1752-00 


B060000 




4 




. ROLLER, DETENT: 


80009 


214-1752-00 


-58 


105-0397-00 


BOlOlOO 


B059999 


1 




. DRUM, CAM SWITCH: 


80009 


105-0397-00 




105-0397-01 


B060000 




1 




. DRUM.CAM SWITCH: 


80009 


105-0397-01 


-59 


401-0115-00 


BOlOlOO 


B059999 


1 




. BEARING, CAM SWsCENTER 


80009 


401-0115-00 




401-0178-00 


B060000 




1 




. BEARING, CAM SW sCENTER/REAR 


80009 


105-0178-00 














(ATTACHING PARTS) 








211-0116-00 






2 




. SCR,ASSSl HSKR:4-40 X 0.312 INCH,PNH BRS 


83385 


OBD 




210-0406-00 






2 




. NUT,PLAIN,HEX. :4-40 X 0.188 INCH, BRS 

• a • * a a a 


73743 


2X12161-402 


-60 


105-0398-00 


BOlOlOO 


B0S9999 


1 




. DRUM, CAM SHITCH: 


80009 


105-0398-00 




105-0398-01 


B060000 




1 




. DtUR4,CAH SWITCH: 


80009 


105-0398-01 




384-0880-00 


XB060000 




1 




. SHAFT, CAM SHiREAR 


80009 


334-0880-00 




384-0878-01 


XB060000 




1 




. SHAFT,CAM SHsFRONT 


80009 


384-0878-01 


-61 


337-1754-00 






1 




SHIELD, ELEC: 


80009 


337-1754-00 














(ARACHIHG PARTS) 






-62 


213-0120-00 






3 




SCR,TPC,THD FOR: 


83385 


OBD 


-63 


210-0053-00 






3 




HASHER,LOCKiINTL, 0.092 ID X 0.17S’0D,STL 


83385 


OBD 


-64 


210-1008-00 






3 




HASHER, FLATsO. 09 ID X 0.188" OD.BRS 


12360 


OBD 


-65 


^ 






1 




CKT BOARD ASSY :RBADOUT(SEE A3 EPL) 






-66 


131-1031-00 






7 




. CCNIACT ASSY,EL:CAH SWITCH, TOP 


80009 


131-1031-00 




210-0779-00 






7 




. RIVET, lUBULARsO. 051 OD X 0.115 INCH LONG 


42838 


RA-299S2715 


-67 


136-0252-04 


BOlOlOO 


B061916 


3 




. CONTACT, ELECsO. 188 INCH LONG 


22526 


75060 




136-0350-00 


B061917 




1 




. SOaZT,PLUG-IH>3 PIN LOW PROFILE 


80009 


136-0350-00 














(ATTACHING PARTS FOR CKT BD) 






'68 


211-0008-00 






1 


. 


SCREH,MACHINK:4-40 X 0.25 IHCU,PHH STL 


83385 


OBD 
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1-69 


337-1418-01 




1 


. SHIELD, ELEC sCAK SWITCH 


80009 


337-1418-01 










(ATTACKING PARTS) 






-70 


213-0277-00 




3 


. SCR,TPG,THD FOR:2-56 X 0.312 INCK,PNK STL 


83385 


NOTE 


-71 


210-0053-00 




3 


. HASHER, LOCKsINTL, 0.092 ID X 0. IIS’OD, STL 


83385 


OBD 


-72 


210-1008-00 




3 


. WASHER,FLAT:0.09 ID X 0.188" OD.BRS 


12360 


OBD 


-73 






1 


CKT BOARD ASSY lAKPLIFIER (SEE A2 EPL) 






-74 


131-0566-00 




5 


. LINK, TERH.CONNEiO. 086 DIA X 2.375 INCH L 


ooox 


L-2007-1 


-75 


136-0252-04 


BOlOlOO B041100 


110 


. CONTACT.ELECiO.ieS INCH LONG 


22526 


75060 




136-0254-04 


8041101 


80 


. CONTACT,ELEC:0.188 INCH LWG 


22 526 


75060 




136-0350-00 


8041101 


10 


. SICr,PL-IN ELECi3 PIN, LOW PROFILE 


80009 


136-0350-00 


-76 


214-0579-00 




1 


. TERM. .TEST PTs0.40 INCH LONG 


80009 


214-0579-00 


-77 


131-0608-00 




2 


. CONTACT, ELEC:0. 365 INCH LONG 


22526 


47357 


-78 






1 


. RESISTOR, VAR: (SEE R516 EPL) 














(ATTACKING PARTS) 






-79 


210-0583-00 




1 


. HUT. PLAIN, HEX. 10.25-32 X 0.312 INCH,BRS 


73743 


2X20319-402 


-80 


210-0046-00 




1 


. HASKER,LOCK:INTL,0.26 ID X 0.40’ OD.STL 


78189 


1214-05- 00-0541C 


-81 






1 


. RESISTOR, VAR: (SEE R515/S515 EPL) 














(ATTACHINC PARTS) 






-82 


210-0583-00 




1 


. NUT.PLAIN, HEX. :0. 25-32 X 0.312 INCH.BRS 


73743 


2X20319-402 


-83 


210-0046-00 




1 


. HASHER, tOCK:INTL, 0.26 ID X 0.40" OD.STL 


78189 


1214-05-00-0541C 










(ATTACHING PARTS FOR CKT BD) 






-84 


211-0008-00 




2 


SCREW,HACHINE:4-40 X 0.25 INCH,PNH STL 


83385 


OBD 


-85 


376-0029-00 




2 


CPLG, SHAFT, RGD:0. 128 ID X 0.312 OD X 0.S"L 


80009 


376-0029-00 




213-0075-00 




2 


. SETSCR£H;4-40 X 0.094 INCH, HEX 50C STL 


70276 


OBD 


-86 


384-1111-00 




1 


EXTENSION SHAFT:7.04 L X 0.123 INCH OD 


80009 


384-1111-00 


-87 


384-1112-00 




1 


. EXTENSION SHAFT:0.L26ID X 0.125OD X 0.50L 


80009 


384-1112-00 


-88 


129-0080-00 




1 


POST, ELEC-NECK: 


80009 


129-0080-00 










(ATTACHING PARTS) 








211-0008-00 




1 


SCREW, MACHINS:4-40 X 0.25 INCH.PNH STL 


83385 


OBD 


-89 


105-0075-00 




1 


PANL:0.47S X 0.21 X 0.184 INCH.PLSTC 


80009 


105-0075-00 


-90 


214-1054-00 




1 


SPRING, DETENT : LATCH 


80009 


214-1054-00 


-91 


210-0288-00 




1 


TEFKINAL.LUG: 


80009 


210-0288-00 










(ATTACHING PARTS) 






-92 


211-0105-00 




1 


SCREW,MA01IHE;4-40 X O.ISB’IOO DEG,FLH STL 


83385 


OBD 


-93 


210-0586-00 




1 


NLT,PLAIN,EXT W:4-40 X 0.25 INCH, STL 


78189 


OBD 


-94 


220-0547-01 




4 


NUT,BL0CK:0.38 X 0.25 X 0.282'OA 


80009 


220-0547-01 










(ATTACKING PARTS FOR EACH) 






-95 


211-0105-00 




1 


SCREW,KACKIHE:4-40 X 0.188"100 DEG,FLH STL 


83385 


OBD 


-96 


386-1402-00 




1 


PANEL, REAR: 


80009 


386-1402-00 










(ATTACHING PARTS) 






-97 


213-0192-00 




4 


SCR,TPG,THD FOR:6-32 X 0.50 INCH.PNH STL 


87308 


OBD 


-98 


361-0326-00 




1 


SPACER,SLEEVE:0.18 ID X 0.25 OD X 0.10’L 


80009 


361-0326-00 


-99 


426-0737-00 




1 


FR SECT,PL0G-IN:B0TTO1 


80009 


426-0737-00 


-100 


214-1061-00 




1 


SPRING , GROUND : FLAT 


80009 


214-1061-00 


-101 


426-0736-00 




1 


FR SECT, PLUG- IN :TOP 


80009 


426-0736-00 


-102 


337-1064-04 




2 


SHIELD, ELEC:S1DE 


80009 


337-1064-00 


-103 


175-0825-00 




rr 


HIRE, ELECTRICAL:! WIRE RIBBON 


2 3499 


TEK- 175-0825-00 


-104 


175-0831-00 




FT 


WIRE,ELSCTR1CAL:8 WIIC RIBBON 


08261 


TEK-175-0831-00 


-105 


175-0832-00 




FT 


WIRE,ELECTRICAL:9 HIRE RIBBCN 


23499 


TCK-175-0832-00 




210-0203-00 


XB040000 


1 


TERM INAL. LUG: 


78189 


2103-06-00-2520N 










(ATTACHING PARTS) 








211-0105-00 


XB040000 


1 


SCREW.HACKIHE:4-40 X O.lSB’lOO DEG.FLH STL 


83385 


OBD 




210-0406-00 


XB040000 


1 


NUT.PLAIN, HEX. :4-40 X 0.188 INCH.BRS 


73743 


2X12161-402 
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2- 070-1378'00 1 MANUAL, instruction (not shown) 



7A16A AMPLIFIER 




2 - 



065-0125-00 



» ~ : ~ 

1 CARTON ASSEMBLY 



1 


004 0241 00 


2 


Carton assembly includes: 
CASE HALF 


2 


004-0242 00 


1 


END CAP, rear 


3 


004-0243-00 


1 


END CAP. front 


4 


004-0748 00 


1 


CARTON 




MANUAL CHANGE INFORMATION 

At Tektronix, we continually strive to keep up with lotest 
electronic developments by adding circuit ond component 
improvements to our instruments os soon os they ore devel- 
oped and tested. 

Sometimes, due to printing and shipping requirements, we 
can't get these changes immediately into printed monuols. 
Hence, your manual may contain new change information on 
following pages. 

A single change may affect several sections. Sections of 
the monuol ore often printed at different limes, so some of 
the information on the change pages moy already be in 
your monuol. Since the chonge information sheets ore corried 
in the monuol until ALL chonges ore permanently entered, 
some duplication moy occur. If no such change pages appear 
in this section, your monuol is correct os printed. 




